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ABSTRACT 


Procedures  to  qualify  turbomaehinery  eomponents  for  a  designed  lifetime  free  of 
high  eyele  fatigue  (HCF)  failures  have  not  yet  evolved.  As  part  of  an  initiative  to  address 
this  issue,  in  the  present  study,  laser-light  probes  were  used  in  a  Non-Intrusive 
Measurement  System  (NSMS)  to  measure  the  unsteady  defleetions  ereated  in  the  blades 
of  a  second-stage  turbine  rotor  in  an  evacuated  spin  pit.  Air-jet  and  eddy-eurrent 
exeitation  (ECE)  methods  were  used  to  stimulate  blade  resonance.  The  NSMS  was 
ealibrated  direetly  to  gauge  measurements  of  strain,  and  testing  was  eondueted  toward 
three  additional  goals;  assessing  the  effeetiveness  of  an  advanced  internal  damping 
system;  attaining  higher  excitation  amplitudes  with  ECE  by  silver  plating  blades,  and 
improving  the  repeatability  of  resonanee  data  by  adding  plastie  inserts  between  the  fir- 
tree  blade  roots  and  the  disk.  It  was  eoneluded  that  the  ability  of  NSMS  to  reeord  the 
response  of  all  blades  is  key  to  understanding  the  rotor  system  behavior  and  quantifying 
the  statistieal  variability  between  blades. 
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I.  INTRODUCTION 


A,  BACKGROUND 

Knowing  the  fatigue  life  of  jet  engine  eompressor  and  turbine  blades  is  required 
in  order  to  properly  schedule  cost  saving  maintenance  procedures  and  to  ensure  the  safe 
and  reliable  operation  of  military  aircraft  engines.  Changing  out  an  engine  from  an 
aircraft  because  of  blade  failure  is  an  expensive  and  time-consuming  procedure.  Blade 
failure  can  sometimes  lead  to  the  loss  of  an  engine  and,  as  a  result,  loss  of  the  aircraft. 
Thus  a  thorough  understanding  of  the  potential  high-cycle  fatigue  (HCF)  life  of  engine 
parts  is  required  to  ensure  higher  operational  readiness  and  lower  failure  rates.  However, 
the  determination  of  the  potential  fatigue  life  of  engine  blades  is  difficult.  Engine  tests 
are  expensive,  and  measuring  and  understanding  the  unsteady  response  of  blades 
operating  within  the  engine,  is  difficult.  Hence  the  engineering  process  used  to  qualify 
engine  parts  involves  a  combination  of  bench  testing,  spin  testing  (in  a  vacuum  spin  pit, 
to  reduce  the  required  drive  power),  engine  testing,  and  analysis.  Whether  testing  is  in  an 
engine  or  in  a  spin-pit,  measurements  of  the  vibrational  behavior  of  blades,  as  they  are 
excited  through  resonance,  are  required. 

Non-Intrusive  Stress  Measurement  System  (NSMS)  technology  allows 
measurements  to  be  made  of  blade  vibrations  in  a  turbomachine  without  contacting  the 
blades  themselves.  NSMS,  using  laser-light  probes  to  measure  time-of-arrival  of  each 
blade  from  the  light  reflected  (either  from  the  tip,  leading  edge,  etc),  determines  the  blade 
deflections,  which  are  related  to  the  stresses  in  the  blades.  In  principle,  the  stresses  can  be 
derived  from  the  deflections  using  finite-element  structural  analysis.  In  practice,  the 
stresses  measured  by  strain  gauges  on  specific  blades  can  be  used  to  calibrate  deflections 
to  stresses  in  all  the  blades.  The  stresses  can  thus  be  determined  from  a  time  history  of 
blade  resonance.  Such  information  is  required  to  develop  techniques  to  design  and 
subsequently  qualify  parts  that  are  not  susceptible  to  failure  due  to  high  cycle  fatigue 
(HCF). 

Pratt  &  Whitney  (P&W)  began  using  NSMS  techniques  in  the  1980’s,  beginning 
with  flutter  monitoring,  and  measuring  deflection  only  [Ref  1].  The  need  to  develop 
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NSMS  techniques  was  recognized  at  Air  Force’s  Arnold  Engineering  Development 
Center  (AEDC),  and  work  was  subsequently  sponsored  by  the  Air  Eorce  [Ref.  2,  p.  2],  In 
1999,  P&W  began  using  ‘Generation  4’  software  and  ‘Generation  3+’  hardware,  resulting 
in  on-line  monitoring  of  multi-mode  integral  orders  of  the  blade  response  [Ref  1]. 
Measurement  thresholds  as  low  as  2  to  3  mils,  peak  to  peak,  can  now  be  obtained  inside 
an  operating  engine  at  up  to  800  degrees  Eahrenheit.  The  NSMS  systems  employed  at 
P&W  included  optical  (light  probes)  and  non-optical  probe  types,  including  capacitance 
and  eddy  current  sensors.  NSMS  was  also  used  successfully  by  P&W  in  spin  tests  [Ref 
1];  however,  no  specific  hardware  and  software  package  was  developed  for  application  to 
spin  testing. 

Beginning  in  1998,  the  engine-scale  spin  pit  at  Naval  Postgraduate  School  (NPS) 
was  refurbished  under  NAVAIR  sponsorship  to  serve  as  the  Navy  Rotor-Spin  Research 
facility  [Ref  3].  The  goals  were  to  develop  blade  excitation  and  measurement  techniques 
for  HCf-related  spin  testing,  and  transition  that  expertise  to  the  Navy’s  Rotor  Spin 
facility  at  the  Naval  Air  Warfare  Center  at  Patuxent  River,  MD.  The  Air  force  loaned 
four  Integrated  fiber-Optic  faser  Probes  (IfOfP),  with  associated  transmitters  and 
receivers,  to  NPS,  to  enable  NSMS  experiments.  In  June  of  2000,  Nicholas  Osbum 
completed  his  NPS  Master’s  thesis,  “Implementation  of  a  Two-Probe  Tip-Timing 
Technique  to  Determine  Compressor  Blade  Vibrations”,  wherein  he  demonstrated  and 
verified  the  capability  of  the  probes  to  obtain  blade  tip  timing,  time  of  arrival  (TOA),  and 
vibration  data  on  a  low-speed  compressor.  [Ref  4]  The  probes  were  subsequently 
installed  in  the  spin  pit  and  used  in  the  current  project. 

The  methodology  for  measuring  and  analyzing  turbine  blade  vibrations,  using  the 
newly  installed  laser-light  probe  NSMS,  was  developed  in  the  present  study.  The  data 
collected  were  used  to  estimate  stress  in  all  the  rotating  blades  during  an  RPM  sweep,  by 
correlating  NSMS  to  strain  gauge  data  from  specific  blades.  A  fir-tree  root,  bladed-disk 
rotor  (XTE-66  turbine),  with  strain  gauges  attached,  was  the  test  specimen.  The  strains 
were  recorded  using  a  multi-channel  acquisition  system.  NSMS  data  acquisition  used  a 
blade  vibration  sensor  interface  (BVSI)  board  to  a  PC  with  TAB  VIEW  software  from 
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Hood  Technology,  for  data  collection  and  data  reduction.  [Ref  5]  EXCEL  was  used  for 
post  processing  and  presentation. 


B.  PROGRAM  GOALS 

The  main  goal  of  the  program  was  to  set  up  and  calibrate  the  laser  probe  NSMS  in 
the  spin  pit.  Initially,  the  software  was  exercised  and  consistent  procedures  were 
developed  to  analyze  the  results  of  the  data  collection.  The  goal  then  was  to  develop  a 
relationship  between  strain  gauge  measurements  of  (inferred)  stress,  and  NSMS 
measurements  of  deflection,  for  the  XTE-66  turbine  rotor,  and  then  use  this  relationship 
in  all  follow-on  experiments.  Einally,  the  procedures  to  be  followed  in  future  HCE- 
related  spin  testing  were  to  be  determined  and  documented. 
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II.  FACILITY  DESCRIPTION  AND  TEST  PROCEDURE 


A,  FACILITY 

The  Naval  Postgraduate  Sehool  spin  pit  test  ehamber  is  63  inehes  in  diameter  and 
approximately  three  feet  deep.  The  pit  ean  be  evacuated  to  a  vacuum  of  100  to  300 
millitorr.  The  turbine  drive  system  is  powered  by  compressed  air  and  can  be  run 
continuously.  A  view  of  the  facility  is  shown  in  Figure  1 .  Details  of  the  construction  and 
capability  of  the  facility  are  given  in  Ref  3. 


Figure  1  NPS  Spin  Pit 

B.  TEST  ARTICLE 

The  rotor  used  in  the  present  program  was  the  Pratt  &  Whitney  XTE-66  second 
stage  turbine  rotor.  The  22.5-inch  diameter,  58-blade  rotor  was  partially  bladed  using  28 
XTE-66  turbine  blades  in  two  sections  (14  blades  in  each  section  on  opposite  sides  of  the 
rotor),  and  30  dummy  blades  in  two  sections  of  15,  filling  in  the  remaining  gaps.  A  view 
of  the  rotor  is  shown  in  Eigure  2.  The  layout  of  the  blades,  showing  blade  numbers 

inherited  from  previous  P&W  test  programs  is  shown  in  Eigure  3.  The  rotor  was 
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balanced  before  installation.  An  allowance  of  0.050  inehes  for  runout  due  to  imbalanee 
during  start  up  and  shut  down  was  made  in  positioning  light  probes  outboard  of  the  tips. 
The  largest  runout  measured  was  0.020  to  0.025  inehes. 


Figure  2  XTE-66  Second  Stage  Turbine  Rotor 
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Blade  Position  Looking  from  the  top  of  the  Spin  Pit 


Figure  3  Identities  of  XTE-66  blades 

The  strain  gauge  wires  running  along  the  base  of  the  bladed  seetion  ean  also  be 
seen  in  Figure  2.  The  test  rotor  was  fitted  with  32  strain  gauges  to  measure  the  strain  on 
the  blades  at  the  root  and  mid-span  on  either  the  pressure  or  suetion  side  of  the  blades. 
At  the  time  of  the  present  experiment,  only  six  strain  gauges  were  funetioning  and  three 
of  those  were  root  gauges.  The  root  gauges  were  used  to  eorrelate  the  laser  probe 
displaeement  measurements  to  the  strains. 


C.  BLADE  EXCITATION  &  TEST  PROCEDURE 

In  the  work  reported  here  either  air-jet  excitation  (AJE)  or  eddy-current  excitation 
(ECE)  was  used  to  excite  resonance.  One  geometry  of  AJE  is  shown  in  Eigure  4.  The 
test  procedure  with  AJE  was  to  stabilize  the  rotational  speed  above  the  RPM  required  for 
resonance,  open  a  solenoid  valve  to  supply  pressure  to  the  jets,  and  record  data  during  the 
resulting  natural  deceleration  caused  by  air-drag.  One  geometry  of  ECE  is  shown  in 
Eigure  5.  The  test  procedure  with  ECE  was  to  stabilize  the  RPM  above  the  RPM 
required  for  resonance,  raise  the  ring  holding  the  arrangement  of  permanent  magnets  to  a 
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preset  gap,  and  reeord  data  during  the  natural  deeeleration  caused  by  magnetic  drag 
forces. 


Figure  4  Air  Jet  Excitation  Setup 


Figure  5  ECE  Excitation  Setup 
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III.  BLADE  VIBRATION  MEASUREMENT  SYSTEM 


A,  OVERVIEW 

Two  laser-light  probes  were  positioned  to  emit  and  reeeive  light  refleeted  from 
eaeh  passing  blade.  The  time-of-arrival  (TOA)  of  the  refleeted  light,  after  a  one-per-rev 
(1/rev)  signal,  was  then  a  measurement  of  the  defleeted  position  of  the  blade.  A  synopsis 
of  the  underlying  eoneepts  and  data  analysis  is  given  in  Appendix  A.  The  two  probes 
provided  two  independent  measurements.  For  eaeh  ehannel  a  laser  transmitter  sent  its 
signal  through  the  flber  optie  eable  to  the  laser  probe.  The  refleeted  light  was  then 
transmitted  baek  to  a  receiver  where  it  was  output  as  a  TTL  pulse  or  an  analog  waveform. 
Typically,  the  analog  pulse  was  processed  through  a  Blade  Vibration  Sensor  Interface 
(BVSI),  sent  to  a  National  Instruments  PCI-6602  counter  board,  and  then  Lab  VIEW 
software  recorded  and  displayed  the  acquired  data.  The  signals  into  and  out  of  the  BVSI 
could  then  be  selected  for  display  on  an  HP  Infinium  four-channel  PC  oscilloscope. 

A,  INTEGRATED  FIBER  OPTIC  LASER  PROBE  (IFOLP) 

The  integrated  fiber  optic  laser  probe  was  a  cylindrical  probe,  designed  for 
mounting  into  the  casing  of  an  engine,  or  in  this  case,  to  a  bracket  inside  the  spin  pit. 
Figure  5  shows  the  two  probes  mounted  to  look  at  the  leading  edges  of  the  rotor.  The 
probes  used  integrated  fiber  optics  technology  to  deliver  a  spatially  coherent  laser  spot  to 
the  blade  tip  [Ref  6,  p.  10].  Low-pressure  air  could  be  used  to  protect  the  tip  of  the  probe 
from  contamination,  but  was  not  used  in  the  present  experiment.  A  tissue  soaked  in 
isopropanol  alcohol  was  used  to  clean  the  lens,  after  each  run.  A  more  extensive 
discussion  of  the  probes  is  given  in  Ref  7. 

B,  LASER  TRASMITTER,  RECEIVER,  AND  FIBER-OPTIC  CABLE 

The  transmitter  module  (IFO-TXl)  provided  continuous  laser  output  at  a 
wavelength  of  780  nm  at  a  power  level  of  6mW.  The  fiber  optic  cable  for  the  transmitter 
contained  a  single  mode  optical  fiber  (green  cable),  terminated  with  an  FC/PC  (physical 
contact,  end  face  polished)  diamond  optical  connector.  The  fiber  optic  cable  for  the 
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receiver  contained  a  low  loss,  high  numerical  aperture,  multimode  optical  fiber  (orange 
cable),  terminated  with  an  SMA  (threaded)  connector.  The  receiver  module  (IFO-RX2) 
used  a  reverse  biased  avalanche  photodiode  (APD)  to  detect  the  optical  signal  as  a  series 
of  photoelectron  pulses.  The  pulses  were  then  amplified  and  converted  to  voltage  pulses 
through  a  JFET  transimpedance  amplifier.  The  output  (OUT2)  gave  a  voltage  waveform, 
which  maintained  the  shape  and  height  of  the  optical  pulse  as  the  blade  tip  passed  the 
laser  point  (gold  cable).  The  receiver  also  generated  a  TTL  pulse  (OUTl),  which  was  not 
used  in  the  present  experiment.  [Ref  6,  p.  8,  10] 


Figure  6  Laser  Transmitters  (top)  and  Receivers  (bottom) 


C.  BLADE  VIBRATION  SENSOR  INTERFACE  (BVSI) 

The  purpose  of  the  BVSI,  a  product  of  Hood  Technology  Corporation  shown  in 
Figure  7,  was  to  convert  the  voltage  waveform  output  of  the  receiver  into  a  TTL  pulse  to 
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be  used  as  an  input  to  the  PCI  eounter  board.  The  Lab  VIEW  software  programmed  the 
counter  to  output  the  number  of  PCI  board  clock  pulses  before  blade  arrival,  and  to 
convert  this  number  to  displacement  using  the  concurrently  determined  clock  pulses  per 
rotation,  and  rotor  circumference.  The  BVSI  also  allowed  a  selection  of  signals  to  be 
displayed  on  each  of  two  oscilloscope  channels. 


For  inputs  (from  the  left  side  of  Figure  7),  probe  1  output  was  taken  from  laser 
receiver  1,  probe  2  output  was  taken  from  laser  receiver  2,  and  a  one-per-revolution 
(1/rev)  signal  was  taken  from  a  laser  diode  and  detector  system  viewing  through  a  hole  in 
a  disk  on  the  drive  turbine  shaft.  The  first  toggle  switch  selected  what  signal  type  was 
input,  BNC  or  Sub-D.  It  was  left  in  the  “up”  position  for  BNC.  The  next  switch 
grounded  the  signal  and  was  not  used. 


MCI 


Channel  2 


Channel  3 


Input  from 
Receiver  1 


M  Tide— n  Uff.  /  fafelK*  Cm%  o  “  ^ 
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Figure  7  Blade  Vibration  Sensor  Interface  Board 
The  first  screw  adjustment  was  the  signal  gain,  followed  by  a  switch  to  invert  the 
signal.  The  inverted  signal  switch  was  only  used  for  the  1/rev,  and  allowed  the  pulse  to 
be  generated  by  the  steep  rising  edge  of  the  signal.  The  following  two  screw  adjustments 
(one  above  of  the  other)  were  for  the  arm  (top  screw)  and  trigger  settings  for  the  arrival 
pulse  of  each  channel.  The  display  of  lights  on  the  right  half  of  the  BVSI  board  allowed 
the  user  to  select  a  signal  to  display  on  the  Infmium  oscilloscope.  The  two  push  buttons 
at  the  bottom  of  each  set  of  lights  enabled  the  user  to  scroll  between  sixteen  signals  and 
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display  one  on  “Scope  A”  and  one  on  “Scope  B.”  For  example,  “Scope  A”  could  display 
the  arming  signal  level  of  probe  1  while  “Scope  B”  could  display  the  trigger  level  of 
probe  1,  while  the  trigger  level  was  being  adjusted.  The  right  side  of  the  board  shows  the 
two  output  BNC’s  and  the  interface  connection  to  the  PCI  counter  board  in  the  computer. 

D.  OSCILLOSCOPE 


An  HP  Infmium  Oscilloscope,  shown  in  Figure  8,  was  used  to  display  on  channels 
1  and  2,  the  signals  connected  to  “Scope  A”  and  “Scope  B,”  respectively.  Channel  4  was 
used  to  display  the  1/rev  signal.  Setup  and  usage  are  described  in  Appendix  B. 


Figure  8  Infmium  Oscilloscope 


E.  PC  COMPUTER 

A  Micron  Pentium  III,  500MHz  PC  with  256k  of  RAM  and  two  20  Gig  hard 
drives  was  used  with  the  Windows  2000  operating  system,  Microsoft  Office  97  and 
LAB  VIEW  5.1.  Two  National  Instruments  PCI-6602  counter  boards  and  associated 
software  drivers  were  installed,  as  described  by  Osbum  [Ref  4]. 
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IV.  SOFTWARE  AND  DATA  MANIPULATION 


A,  OVERVIEW 

The  acquisition  and  processing  software  used  in  the  present  experiment  was 
developed  by  Hood  Technology  Corporation.  A  detailed  description  of  the  theory  of 
measurement  is  given  in  Appendix  A.  A  basic  description  of  the  software  and  its  usage 
follows.  The  three  programs  used  to  acquire,  process  and  display  the  NSMS  data,  and 
post-process  the  results  were  the  Data  Acquisition  Program  (version  3.0),  the  Data 
Viewer  Program  (version  1.3)  and  Microsoft  Excel,  respectively. 

The  acquisition  and  viewer  software  both  ran  as  executable  files  in  the  Lab  VIEW 
5.1  program.  The  acquisition  software  recognized  the  PCI  counter  board,  which  was  set 
up  to  read  the  signals  from  the  BVSI  board,  and  recorded  and  displayed  RPM  and  TOA 
from  laser  probe  reflections.  The  viewer  software  processed  the  acquisition  program’s 
four  output  files  into  Blade  Lag  Deflection  vs.  RPM.  A  single  degree  of  freedom 
(SDOE)  curve  fit  was  then  applied  manually  to  determine  the  resonance  frequency, 
quality  (Q),  deflection  and  phase  angle.  The  resonance  data  were  manually  written  to  a 
text  file  (through  a  software  interface)  and  then  imported  into  an  Excel  spreadsheet.  The 
spreadsheet  allowed  the  user  to  apply  averaging,  calculate  standard  deviations  and  to 
create  figures  that  illustrated  how  the  blades  reacted  during  resonance.  [Ref  8] 

B,  NSMS  DATA  ACQUISITION  (VERSION  3.0) 

The  data  acquisition  software  was  easy  to  install  and  simple  to  use.  The  user’s 
manual  was  provided  [Ref  8].  A  description  follows  of  the  process  used  to  acquire  and 
reduce  data.  [Detailed  steps  in  the  procedure  are  given  in  Appendix  B] 

After  connecting  the  PCI  counter  board  (one  of  two  in  the  computer)  to  the  BVSI, 
the  data  acquisition  software  required  the  user  to  input  specific  data  about  the  rotor  and 
counter  board  clock  set  up.  The  GUI  screen  is  shown  in  Eigure  9.  The  main  page 
displayed  the  following  components:  a)  RPM  History  Graph,  b)  Operation  Buttons,  c) 
Data  Writing  Criteria,  d)  Data  Acquisition  Notes,  e)  Analog  Signal  Amplitude  Graph,  f) 
Analog  Signal  Selection,  g)  Sensor  Status  Table. 
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The  first  step  was  to  set  up  the  hardware  configuration,  as  shown  in  Figure  10. 
The  two  counter  boards  in  the  computer  allowed  several  clock  settings;  20  Mhz  was 
selected.  The  rotor  dimensions  were  entered.  Each  counter  board  was  referred  to  as  a 
device.  The  device  was  capable  of  receiving  three  inputs  from  the  three-channel  BVSI. 
The  first  device  was  used  for  TO  A  pulses  from  the  two  probes  and  RPM  from  the  one- 
per-rev.  Device  two  was  not  used,  and  therefore  was  disabled.  The  RETURN  bar 
brought  the  main  page  back  into  view.  The  Data  Writing  Criteria  was  set  at  “Manually 
Dump  Data  to  Disk”  in  order  to  facilitate  the  start/stop  in  coordination  with  strain  gauge 
recording  during  an  RPM  sweep.  The  Range  and  Notes  options  were  not  used. 


Figure  9  Main  Display  of  Data  Acquisition  Software 
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Figure  10  Data  Acquisition  Hardware  Setup 

Once  the  spin  pit  was  set  up  and  the  turbine  was  running,  the  Start  Acquisition 

button  was  selected  to  start  receiving  data  flow  from  the  counter  board.  The  Manually 

Write  Data  button  was  selected,  and  deselected,  at  the  desired  start  and  stop  RPM  levels. 

The  display  appeared  similar  to  Figure  1 1  during  the  recording  of  data.  Notice  the  RPM 

History  as  the  rotor  was  brought  up  to  speed,  stabilized,  and  then  run  through  the 

resonance  while  decelerating.  The  Analog  Signal  Amplitude  Graph  showed  (as  vertical 

5-volt  bars)  all  28  blades  for  both  probe  1  and  probe  2  with  their  respective  positions 

around  the  circumference  of  the  rotor  (the  x-axis  on  the  graph).  The  x-axis  corresponded 

to  the  22.5-inch  diameter  rotor  (22.5/2*7t:*2=70.686  inches),  displayed  in  mils  or 

thousandths  of  an  inch  (0.001  inch  =  1  mil).  Individual  probe  blade  placements  could  be 

viewed  by  deselecting  the  “X”  in  either  CH.l  or  CH.  2.  The  Status  display  was  an 

essential  feature  in  setting  up  the  arm  and  trigger  of  the  system  for  each  channel.  If  the 

arm  and  trigger  were  set  too  low,  “Extra  Pulses”  was  displayed,  and  the  levels  had  to  be 
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raised  using  the  BVSI  serew  adjustments.  Conversely,  “Missing  Pulses”  was  displayed  if 
the  arm  and  trigger  levels  were  adjusted  too  high.  Through  the  Infinium  oscilloscope,  the 
arm  and  trigger  levels  could  be  adjusted  so  that  “Good  Data”  appeared,  and  was  taken, 
throughout  the  experiment. 


Figure  11  Operating  Acquisition  NSMS  Software 

The  output  of  the  data  acquisition  software  consisted  of  four  files.  The  first  file 
contained  the  hardware  setup  information.  The  other  three  files  were  the  1/rev  RPM,  the 
probe  1  TOA,  and  the  probe  2  TOA,  respectively.  The  data  viewer  used  the  fdes  to 
calculate  and  display  the  computed  behavior  through  the  RPM  sweep. 

One  selection  on  the  BVSI,  which  was  found  to  be  critical,  was  to  invert  the  1/rev 
on  channel  3.  The  BVSI  TTL  output  was  set  to  arm  on  the  up  slope  and  trigger  on  the 
down  slope  of  the  incoming  voltage.  The  incoming  1/rev  is  shown  in  Figure  53.  Since 
the  width  and  slanted  downslope  of  the  1/rev  signal  varied  with  RPM,  triggering  on  the 
downslope  would  move  the  trigger  point  around  the  rotor.  By  inverting  the  1/rev,  the 
arm  was  set  on  the  moving  edge  of  the  signal  and  the  trigger  occurred  on  the  fixed 
leading  edge,  as  shown  in  Figure  55. 

C.  NSMS  DATA  VIEWER  (VERSION  1.3) 

The  data  viewer  was  the  essential  tool  used  to  process  the  TOA  data  and  derive 
characteristics  of  the  resonant  behavior.  The  screen  of  the  data  viewer  is  shown  in  Figure 
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12.  Results  were  designated  by  ‘run,’  ‘test’  and  ‘sweep’  numbers.  The  ‘run’ 
charaeterized  a  fixed  eonfiguration  of  the  spin  pit  on  a  speeifie  day.  A  ‘test’  consisted  of 
one  start  up  to  shut  down  of  the  rotor.  The  ‘sweep’  consisted  of  one  acceleration  or 
deceleration  of  the  rotor  through  resonance.  [After  a  sweep  was  recorded,  the  rotor  could 
be  spun  back  up  (or  down)  to  the  initial  RPM  for  another  sweep,  or  stopped,  thus  ending 
the  test.]  The  data  viewer  was  used  to  process  the  results  of  each  sweep.  The  operator 
assigned  file  names  that  would  identify  the  sweep  to  be  within  the  appropriate  test  and 
run  numbers. 


Figure  12  Data  Viewer  Main  Page 

The  data  viewer  main  page  had  four  main  areas:  a)  The  data  viewer  Processing 
Options  and  Parameters,  which  allowed  the  user  to  load  files  in,  view  the  acquisition 
parameters  and  select  between  two  processing  options;  b)  The  RPM  vs.  Time  Graph, 
which  showed  a  plot  of  RPM  as  a  function  of  time  over  the  course  of  the  sweep.  The 
user  could  define  a  specific  range  of  time  (using  the  slider  bars)  to  be  displayed  in  the 
Lag  of  Blade  vs.  RPM  graph;  c)  The  Lag  of  Blade  vs.  RPM  window  showed  individual 
blade  lag  as  a  function  of  RPM.  The  scroll  window,  to  the  right  of  “Lag  of  Blade  #,” 
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allowed  the  user  to  select  the  desired  blade  number;  d)  The  Curve  Fit  Results  window 
showed  the  results  of  a  single  degree  of  freedom  curve  fit  (SDOF)  to  the  data  within  the 
adjustable  slider  bars  in  the  Lag  of  Blade  window.  The  results  were  displayed  in  both 
graphical  and  parametric  form. 

To  process  the  results  of  a  sweep,  the  desired  data  fide  was  selected  and  processed 
using  the  “Inter-Blade  Angle  for  Time  of  Arrival”  option.  Then,  each  blade  was  selected 
in  the  Lag  of  Blade  #  scroll  window.  For  each  blade  selected,  the  slider  bars  were 
positioned  around  the  resonance  as  shown  in  Figure  13.  The  curve  fit  window  was 
“refreshed”  in  order  to  calculate  the  results.  The  placement  of  the  slider  bars  was  very 
important  in  order  for  the  curve  fit  to  work. 


Lag  of  Blade  #  v  i 


Figure  13  Slider  Bars  Encompassing  the  Resonance 
Figure  14  shows  a  good  curve  fit,  in  that  both  ends  of  the  fit  are  along  the  zero  lag  line. 
This  was  achieved  by  adjusting  the  positions  of  the  slider  bars  and  refreshing  the  curve 
fit.  Notice  that  the  magnitude  is  given  in  mils,  0  to  peak. 
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Figure  14  Good  Curve  Fit 

The  results  were  written  to  a  file  of  the  users  choice.  The  author  used  ‘date  time’ 
stamps  in  order  to  keep  track  of  when  each  set  of  data  was  taken.  The  output  file  (*.cft) 
was  created  by  selecting  “Create  New  *.CFT  File.”  Then  “Write  Parameters  to  *.CFT 
File”  was  selected  for  every  blade,  once  a  good  curve  fit  was  achieved.  Data  were 
appended  to  the  file  every  time  the  button  was  pressed.  The  file  ultimately  contained  the 
blade  number,  resonant  RPM,  Q,  deflection,  and  phase  angle  for  all  28  blades.  The  file 
could  then  be  viewed  as  a  notepad  or  wordpad  fide  to  ensure  all  data  were  stored 
correctly.  A  new  *.cft  file  was  created  for  each  sweep.  Appendix  C  shows  a  listing  of 
the  processed  data  files  (*.cft)  for  the  experiments  reported  here. 

D.  MICROSOFT  EXCEL 

Excel  was  chosen  to  post-process  the  data.  Data  from  each  *.cft  file  were  cut  and 
pasted  into  one  data  sheet  in  Excel.  An  example  is  shown  in  Eigure  15.  Notice  at  the 
bottom  of  the  Excel  workbook,  the  *.cft  data  filename  was  used  to  identify  the 
worksheet.  This  ensured  that  the  correct  probes,  sweeps,  tests,  and  runs  were  used  to 
average  data  and  plot  the  results.  Eigure  16  is  a  sample  of  how  the  data  were  collected 
and  correlated  in  Excel.  This  particular  example  shows  the  strain  gauge  data,  from  strain 
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14,  with  the  deflections  for  the  same  blade  obtained  with  probes  1  and  2,  in  the  process  of 
deriving  the  correlation  of  strain  gauges  to  NSMS. 

Excel  spreadsheets  were  linked,  blade-to-blade,  frequency-to-frequency, 
deflection-to-deflection,  etc.  This  approach  simplified  the  process  of  analyzing  data,  for 
example,  to  obtain  a  comparison  of  all  blades  in  one  entire  sweep  to  another  sweep,  or  a 
comparison  of  one  blade  to  the  same  blade  in  different  sweeps.  Also,  standard  deviations 
were  computed  by  linking  the  averages  through  the  ‘stdev’  function.  The  software 
allowed  trend-fitting  graphs  and  multiple  run  analysis  to  be  carried  out.  Notice  in  Figure 
16  how  the  spreadsheet  was  used  to  add  identifying  information,  such  as  run  number,  run 
date  and  times,  and  magnet  placement.  Excel  was  easy  to  use  and  allowed  a  ‘big  picture’ 
view  of  the  data. 
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Figure  15  Excel  Workbook  Example 
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Figure  16  Sample  Excel  Data  Page 
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V.  TEST  PROGRAM  AND  RESULTS 


A,  OVERVIEW 

Following  a  preliminary  test  program  in  whieh  only  strain  measurements  were 
taken,  four  series  of  tests  were  eonducted  using  the  NSMS  system  with  the  XTE-66  rotor. 
For  the  purposes  of  reporting,  the  four  series  of  tests  will  be  referred  to  as  experiments  1 
through  4.  The  first  experiment  involved  AJE  and  served  to  obtain  a  preliminary 
eomparison  between  strain  and  NSMS  measurements.  The  seeond  experiment  involved 
ECE  (magnet)  exeitation,  and  determined  the  eorrelation  of  NSMS  to  strain 
measurements,  and  henee  to  stresses  in  the  blades.  The  last  two  experiments  applied  the 
(now  ealibrated)  NSMS  system  to  obtain  useful  information  in  the  study  of  the  rotor 
system.  This  overview  will  present  a  brief  ehronology  of  the  experiments  before  the 
results  are  discussed. 

Erom  1 1  May  to  12  June  2001,  experiments  were  conducted  to  determine  the  best 
magnet  arrangement  for  twelve  engine  order  (12EO)  and  then  9EO  excitation  of  the 
XTE-66  turbine  blades.  Twelve  pairs  of  magnets  were  arranged  around  the  rotor  with  the 
intention  of  producing  the  highest  magnitude  of  unsteady  strain.  The  NSMS  system  was 
not  yet  available.  The  best  configuration  of  magnets  (raised  and  lowered  by  a  stepping 
motor  to  vary  the  distance  between  the  magnets  and  blade  trailing  edges)  was  a  set  of 
north-south/south-north  arrangements  at  0.5  inches  of  gap.  Since  the  unsteady  stress 
levels  produced  were  too  low,  an  additional  ring  of  magnet  pairs  was  designed  and  built. 
It  was  raised  over  the  tips  of  the  blades  as  shown  in  Eigure  17.  The  double  ring  was  first 
used  in  the  second  experiment. 
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Figure  17  Magnet  Pair  at  the  Blade  Tips  [Right-Side  Magnet  (Unmarked)  is  a  South  Pole] 

The  first  experiment  with  NSMS  involved  the  use  of  air  jets  to  excite  resonance  in 
the  blades  to  establish  the  effectiveness  of  a  proposed  resonance  damper  system.  Again 
several  air-jet  configurations  were  tried  in  order  to  obtain  the  highest  strain  values.  From 
19  June  to  11  October  2001,  four  engine  orders  were  studied  with  different  jet 
configurations  at  different  air  pressures.  The  NSMS  system  was  set  up  and  procedures 
were  developed  to  relate  strain  to  deflection  in  the  course  of  these  experiments.  The 
NSMS  data  supported  that  obtained  from  the  strain  gauges,  for  three  of  the  four  engine 
orders  studied. 

The  second  NSMS  experiment  took  place  from  1  November  to  20  November 
2001.  ECE  was  set  up  with  two  sets  of  magnet  pairs,  one  along  the  trailing  edge  and  one 
at  the  blade  tips  (after  the  two  ring  combination  was  raised).  Tests  were  then  conducted 
to  find  the  relative  magnet  position  (one  ring  with  respect  to  the  other),  which  gave  the 
maximum  strain.  During  these  tests,  a  correlation  of  strain  to  NSMS  deflection  was 
developed.  The  success  of  the  correlation  allowed  further  tests  to  be  conducted  when  all 
the  strain  gauges  had  failed. 

The  third  experiment  followed  the  plating  of  six  blades  with  0.010  inches  of 

silver.  NASA  had  reported  doubling  the  strain  produced  after  plating  similar  blades. 

NASA’s  system  consisted  of  only  two  blades,  rotating  on  a  single  rotor  with  no  dummy 
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blades.  Test  runs  on  the  silver-plated  blades  were  eondueted  on  17  and  18  Deeember 
2001.  During  these  tests,  the  NSMS  was  stand  alone,  without  eoneurrent  strain  gauge 
data. 

The  fourth  experiment  was  eondueted  on  17  January  2002.  This  experiment 
established  the  effeet  of  plastie  inserts,  plaeed  between  the  root  of  the  blade  and  rotor,  on 
the  repeatability  of  the  measurements  taken  between  rotor  stops  and  starts.  It  had  been 
noted  that  there  was  a  wider  variation  of  data  from  tests  in  whieh  the  rotor  was  started 
after  a  eomplete  stop,  as  eompared  to  sweeps  between  whieh  the  rotor  was  not  stopped 
eompletely.  The  NSMS  measurements  sueeessfully  quantified  the  effeet  of  supporting 
the  blades  in  their  seats  using  plastie  inserts. 


B,  EXPERIMENT  1  -  AIR-JET  EXCITATION  AND  EFFECT  OF  DAMPERS 

Air-jet  exeitation  tests  were  made  to  examine  blade  resonant  response  at  200EO, 
12EO,  8EO  and  then  lOEO.  Pratt  &  Whitney  was  developing  an  advaneed  internal 
damper  system  and  sought  verifieation  and  extension  of  their  results  from  the  NPS  tests. 
The  damping  system  was  designed  to  reduee  the  amplitude  of  the  unsteady  strain  at 
resonanee.  In  order  to  exeite  the  blades  initially  at  200EO,  four  bloeks  of  15  air-jets  were 
installed  under  the  rotor.  The  jets  were  direeted  vertieally  upwards  at  the  trailing, 
approximately  0.25  inehes  from  the  blade  tips,  as  shown  in  Eigure  4.  Very  low  strain 
amplitudes  were  found  at  200EO,  but  high  amplitudes  were  found  at  8EO  in  the  first 
bending  mode.  Masking  jets  inside  the  4  boxes,  and  leaving  12  aetive  jets,  the  8EO 
magnitudes  were  maximized,  (i.e.  injeetion  over  an  are  length  equivalent  to  one  sixteenth 
of  the  eireumferenee,  in  four  plaees).  Tests  were  subsequently  eondueted  using  six  boxes 
with  8  jets  aetive  to  provide  12EO,  and  five  boxes  with  10  jets  aetive  to  provide  lOEO. 
The  runs  are  summarized  in  Table  1. 
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Table  1 .  Air  Jet  Experiment 


Run  # 

Date  /Name 

EO 

Dampers 

#  of  tests 
(continuous) 

#  of  Sweeps,  With  a 
Different  Air  Pressure  for 
each  Sweep 

184 

0913 

8 

No 

1 

4 

25-95  psia 

185 

0918 

8 

Yes 

1 

7 

12-103  psia 

186 

0919 

8 

No 

1 

7 

11-104  psia 

187 

0925 

12 

No 

1 

7 

14-98  psia 

188 

0927 

12 

Yes 

1 

8 

13-102  psia 

189 

1004 

12 

Yes 

1 

6 

20-104  psia 

190 

1005 

12 

No 

1 

5 

20-105  psia 

191 

1012 

10 

No 

1 

3 

38-101  psia 

Detailed  results  are  given  in  Appendix  D.  Figure  18  shows  the  average  defleetion 
amplitude  for  all  28  blades  as  a  function  of  air  injection  pressure  for  the  8EO  and  lOEO 
test  runs.  The  damped  blade  system  at  8EO  showed  slightly  lower  amplitudes. 
Additional  pressure  above  90  psia  did  not  increase  the  deflection,  for  two  possible 
reasons.  First,  at  the  higher  pressure,  air  was  pumped  into  the  spin  pit  at  a  faster  rate, 
thereby  causing  a  faster  deceleration  rate  through  the  resonance.  Second,  the  higher 
pressure  gave  progressively  more  ‘blooming’  of  the  jets  after  they  exited  the  straight 
tubes  at  sonic  conditions. 
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pressure 

— —  0918_8EO  with  damp  — • —  0919_8EO  no  damp  — # —  1012_10EO  no  damp 

Figure  18  Air  Jet  Tests  With  and  Without  Dampers  at  8EO  and  Without  at  lOEO 

Results  of  12EO  tests  are  shown  in  Figure  19.  Eower  defleetions  were  attained  at 
12EO  than  at  lOEO.  The  8EO  defleetions  were  higher  than  the  lOEO  at  eorresponding 
injeetion  pressures.  It  was  noted  that  exeitation  at  8EO  (48  jets  total)  used  4  bloeks  with 
12  air  jets  open,  while  the  12EO  used  6  bloeks  with  8  air  jets  open  (48  jets  total).  But  it 
must  be  noted  that  the  RPM  for  resonanee  in  first  bending  at  eaeh  engine  order  was 
different.  Resonanee  at  8EO  was  approximately  8400  RPM,  or  140  revolutions  per 
seeond,  so  that  eaeh  blade  eneountered  6720  jets  per  seeond.  Resonanee  at  12EO  was  at 
approximately  5600  RPM,  or  93  revolutions  per  seeond,  so  that  eaeh  blade  eneountered 
4480  jets  per  seeond.  In  both  oases,  the  blade  resonated  at  1120  oyoles  per  seeond,  and 
therefore,  the  reduoed  exeitation  energy  input  per  osoillation  oyole  explains  the  reduoed 
amplitudes  of  response  at  the  higher  engine  orders. 

After  run  188,  a  modifioation  was  made  to  the  air-jet  bloeks  in  an  attempt  to 
reduoe  the  blooming  involved  when  the  air  entered  the  vaouum  of  the  spin  pit.  In  faot, 
the  modifioation,  whioh  was  in  plaoe  for  runs  189-191  (1004,  1005,  and  1012),  was 
unsuooessful  and  produoed  lower  strains  and  defieotions.  The  12EO  tests  before  the 
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modification  showed  a  negligible  effeet  of  dampers  on  the  blade  response,  whereas  the 
tests  after  the  modifieation  showed  a  small  effeet  at  higher  air  pressures. 


10  -r 


pressure 


— • — 0925_12EO  no  damp  — ■ — 0927_12EO  with  damp 
— A —  1005_12EO  no  damp  1004_12EO  with  damp 


Figure  19  Air  Jet  Tests  With  and  Without  Dampers  at  12EO  Before  Modifieations  (Sep)  and 

After  Modifieations  (Oct) 


C.  EXPERIMENT  2  -  EDDY-CURRENT  EXCITATION  AND  CALIBRATION 

OF  THE  NSMS  TO  STRAIN  MEASUREMENTS 

Eddy-current  exeitation  was  used  in  this  and  subsequent  experiments.  There  were 
two  rings  of  12  magnet  pairs  positioned  around  the  rotor  to  excite  the  blades.  One  ring 
plaeed  magnets  at  the  tips  of  the  blades  while  the  other  ring  placed  magnets  under  the 
blades  along  the  trailing  edges,  near  the  tips.  A  view  of  the  arrangement  is  shown  in 
Figure  20.  The  entire  2-ring  system  was  raised  and  lowered  while  the  rotor  was  spinning. 
The  offset,  referred  to  as  the  ‘ECE  position  offset’  in  Table  2,  was  the  peripheral 
displacement  of  the  magnets  at  the  tips  of  the  blades  from  the  magnets  at  the  trailing 
edges  of  the  blades,  where  the  zero-referenee  position  was  of  one  magnet  direetly  above 
the  other.  The  5/8-inch  displacement  was  chosen  because  eaeh  magnet  was  5/8  inches 
wide.  Therefore  one  and  two  magnet  widths,  either  side  of  centerline,  were  set  in  an 
attempt  to  produce  a  higher  resonant  strain  than  the  referenee  (N-S/S-N)  arrangement 
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initially  in  place.  Table  2  shows  the  series  of  runs  in  whieh  both  NSMS  and  strain  data 
were  sueeessfully  reeorded.  Appendix  F  eontains  the  eomplete  list  of  data. 


Figure  20  ECE  with  Two  Sets  of  Magnets 


Table  2.  Runs  at  Different  Magnet  Positions 


Run 

Date 

ECE  Position 
Offset 

#  of  Tests  in  the 
Run 

#  of  Sweeps 
per  Test 

195 

1109 

-5/8 

1 

5 

196 

1114 

+1  % 

1 

5 

197 

1116 

0  ref 

1 

5 

198 

1120 

+  14 

1 

3 

Thirty-six  strain  gauges  were  active  at  the  start  of  the  XTE-66  experiments  but 
only  three  blades  were  left  with  operational  strain  gauges  at  the  roots  of  the  blades 
(strains  11,  13,  and  14),  during  experiment  2.  The  position  of  the  gauges  on  the  blade  ean 


29 


be  seen  in  Figure  21.  The  three  root  gauges  were  used  to  eorrelate  the  deflection 
measured  by  the  probes  to  the  strains  measured  by  the  gauges. 

Young’s  modulus  (£■)  for  the  XTE-66  material  was  18.6*10^  6  psia.  Through 

the  relationship  of  stress  (cr)  and  strain  E  =  <j  !  s ,  the  stresses  in  the  blades  at  the 

roots  were  correlated  to  deflections  recorded  by  the  NSMS.  The  software  used  in  both 
the  NSMS  system  and  the  strain  gauge  measurement  system  recorded  the  zero-to-peak 
value  of  the  deflection  and  the  strain,  respectively.  While  it  is  not  uncommon  for 
industry  to  talk  in  terms  of  peak-to-peak  stress  levels,  all  deflections  and  strains  reported 
here  are  zero-to-peak  values.  It  should  also  be  noted  that  5  blades  separated  probes  1  and 
2,  as  can  be  seen  in  Figure  5.  Since  the  1/rev  pulse  on  the  drive  turbine  occurred  when 
the  probes  were  over  blades  rather  than  over  dummy  blades,  the  blade  numbers 
corresponding  to  the  strain-gauged  blades  were  different  for  the  two  probes.  The  strain- 
gauged  blade  numbers  for  probe  1  and  probe  2  are  listed  in  Table  3.  .  Figure  62,  Figure 
63,  and  Figure  64  in  Appendix  E  show  a  comparison  of  the  results  of  an  order  analysis  of 
the  strain  gauge  signals  with  the  NSMS  resonant  behavior  derived  from  probes  1  and  2, 
for  the  blades  respectively.  It  can  be  seen  that  there  was  excellent  agreement  in  the 
qualitative  behavior  of  strain  and  NSMS  results. 


Tab] 

ie  3.  NSMS  Blade  Number  for  Strain-Gaugec 

1  Blades 

Strain  Gauge 
Number 

Probe  1  Blade 
Number 

Probe  2  Blade 
Number 

P&W  Blade 
Number 

11 

#25 

#20 

157 

13 

#28 

#23 

137 

14 

#15 

#10 

143 

30 


Figure  21  Strain  Gauges  on  the  XTE-66  Turbine  Blade 


The  results  for  runs  195,  196,  and  197  are  shown  in  Figure  22  for  probe  1,  and 
Figure  23  for  probe  2.  The  referenee  position  showed  the  highest  defleetion,  and  the 
highest  strain.  Strain  measurements  taken  at  +5/8  ineh  offset  (NSMS  was  unavailable) 
showed  magnitudes  that  were  above  the  trends  in  Figure  22  and  Figure  23,  therefore,  an 
additional  run  was  eonducted  at  Vi-inehes  (Run  198).  The  results  are  shown  in  Figure  24 
and  Figure  25. 
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NSMS  Deflection  vs.  Magnet  Position 


probe  1  blade  25  strain  1 1  — probe  1  blade  28  strain  13 
-A— probe  1  blade  15  strain  14 


Figure  22  Average  Deflections  vs.  Magnet  Offset  for  Probe  1 


NSMS  Deflection  vs.  Magnet  Position 


Magnet  Position  (inches) 


— probe  2  blade  20  strain  1 1  — probe  2  blade  23  strain  13 
probe  2  blade  10  strain  14 

Figure  23  Average  Deflections  vs.  Magnet  Offset  for  Probe  2 
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NSMS  Deflection  vs.  Magnet  Position 


Figure  24  Average  Deflections  vs.  Magnet  Offset  for  Probe  1 


NSMS  Deflection  vs.  Magnet  Position 


— probe  2  blade  20  strain  1 1  — probe  2  blade  23  strain  13 
probe  2  blade  10  strain  14 


Figure  25  Average  Deflections  vs.  Magnet  Offset  for  Probe  2 
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It  can  be  seen  that  strain  11  did  increase  in  magnitude,  as  was  expeeted. 
However,  the  deflection  magnitudes  for  strains  13  and  14  were  lower,  which  was  not 
expected.  If  only  the  three  strain  gauges  were  available,  it  would  have  been  diffieult  to 
understand  these  results.  However,  when  the  defleetions  of  all  the  blades  were  examined. 
Run  198  was  seen  as  having  the  highest  average  defleetions.  The  deflections  of  all  blades 
for  the  four  runs  are  shown  in  Figure  26  (probe  1)  and  Figure  27  (probe  2),  and  the 
ensemble  averages  for  all  blades  for  each  run  are  given  in  Table  4.  Notice  that  run  198 
gave  higher  overall  average  defleetion  levels,  henee  higher  exeitation,  as  expeeted.  The 
reason  for  the  drop  in  strain  13  (probe  1;  blade  28,  probe  2:  blade  23)  and  strain  14 
(probe  1;  blade  15,  probe  2:  blade  10)  was  unexplained.  However,  it  was  evident  that  the 
rotor/blade  system  dynamies  was  complex.  There  was  clearly  a  pattern  to  the  response  of 
the  blades  depending  on  loeation  in  the  rotor,  and  the  amplitude  of  the  blade  defleetion 
could  vary  around  the  rotor  by  as  much  as  a  factor  of  2.7. 

The  results  in  Figure  27  clearly  show  that  an  expeeted  increase  over  the  runs  195, 
196  and  197  should  have  oceurred  for  blade  23,  probe  2  in  run  198;  however,  this  did  not 
happen.  The  reason  could  be  that  it  is  a  system  effect,  and  that  the  increase  in  amplitude 
of  the  adjacent  blades  causes  a  deerease  in  amplitude  in  speeifie  blades,  or  ‘counter- 
resonanee.’  The  identifleation  of  blade  numbers  for  the  probe  1  data  in  Figure  26  is 
shown  in  Figure  73  and  a  for  the  probe  2  data  in  Figure  27  is  shown  in  Figure  74. 


Table  4.  Average  Blade  System  Deflections  for  the  Magnet  Runs 


Probe  1 

Run  # 

Deflection  (mils,  0-pk) 

195 

1.96 

196 

2.26 

197 

2.77 

198 

3.04 

Probe  2 

Run  # 

Deflection  (mils,  0-pk) 

195 

2.09 

196 

2.42 

197 

2.92 

198 

3.13 

The  data  in  Table  4  is  shown  plotted  in  Figure  28  with  one  standard  deviation  of 
variability  for  the  sweeps  is  indicated.  This  aeeounts  for  about  65%  of  the  data  [Ref.  11, 
p.  45].  Notice  that  as  the  deflections  became  larger,  the  deviation  between  samples 
increased  also. 
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Magnet  Analysis,  Probe  #1,2  Sections  of  Blades 


— * — Run  195  Run  196  — * — Run  197  REF  start  stop  — • — Run  198 

Figure  26  Effect  of  Magnet  Offset  on  Deflections  from  Probe  1 

Magnet  Analysis,  Probe  #2,  2  Sections  of  Blades 


-A — Run  195  Run  196  — * — Runl97REF  start  stop  — ♦ — Runl98 


Figure  27  Effect  of  Magnet  Offset  on  Deflections  from  Probe  2 
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Difference  in  Deflections  between  Probe  1  and  Probe  2 
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♦  Probe  1  ■  Probe  2 


Figure  28  One  Standard  Deviation  Error  Bars 
The  micro-strain  levels  recorded  by  the  strain  gauge  acquisition  system  were 
incorporated  into  the  spreadsheet  for  the  NSMS  deflection  measurements  at  resonance. 
The  data  are  given  in  Appendix  F.  The  calibration  of  the  strain  gauges  to  the  NSMS  for 
probe  1  is  shown  in  Figure  29,  with  a  linear  curve  fit  to  the  data.  The  calibration  for 
probe  2  is  shown  in  Figure  30,  with  a  linear  curve  fit  to  the  data. 
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Probe  l;Runs  195,  196,  197,  198 


♦  Probe  1,  strl  1,13,14 - Linear  (Probe  1,  strl  1,13,14) 


Figure  29  Probe  1  NSMS  Correlation  to  Strain  Gauges 


Notice  that  the  slopes  for  the  curve  fits  are  very  similar,  which  suggests  that  the 
manual  curve  fitting  analysis  using  the  data  viewer  was  carried  out  consistently.  The 
difference  in  the  constant  values  could  be  due  to  differences  between  the  probe  aim  point 
locations  on  the  blades.  Probe  1  was  slightly  closer  to  the  tip  edge  of  the  blade  than 
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probe  2  due  to  the  hardware  in  the  pit,  henee  giving  a  larger  defleetion.  The  sueeess  of 
the  NSMS  to  strain  ealibration  allowed  further  experiments  to  be  eondueted  without  the 
availability  of  strain  gauge  measurements. 


D,  EXPERIMENT  3  -  EFFECT  OF  SILVER  PLATING 

Six  XTE-66  blades  were  removed  from  the  rotor  and  plated  with  0.010  inehes  of 
silver  plating.  NASA  had  reported  that  eoating  the  blades  with  a  conductive  material 
(silver),  during  ECE  tests,  could  raise  the  excitation  levels  between  two  to  three  times 
that  previously  recorded  [Ref.  12].  Since  no  strain  gauges  remained  on  the  coated  blades, 
the  NSMS  system  was  essential  in  relating  the  old  strain  levels  to  the  new  ones.  Data 
were  collected  in  four  runs.  Each  run  involved  3  to  5  sweeps.  Eor  each  run,  data  were 
averaged  over  the  multiple  sweeps  for  each  blade.  The  runs  were  all  at  12EO  and  are 
summarized  in  Table  5. 


Table  5.  Plated  and  Unplated  Runs 


Run  # 

Date 

#  of  tests 
recorded 

Magnet  Position 

Plated  vs.  Unplated 

197 

16  Nov  01 

5 

0.0”  ref 

Unplated 

198 

20  Nov  01 

3 

0.25“ 

Unplated 

201 

18  Dec  01 

4 

0.25” 

Plated 

202 

18  Dec  01 

4 

0.0”  ref 

Plated 

The  probe  blade  numbering  changed  from  the  November  runs  (197,  198)  to  the 
December  runs  (201,  202).  Table  6  summarizes  the  blade  identification  data.  The  data 
are  also  given  graphically  in  Appendix  I. 
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Table  6.  Identification  of  Probes  with  Blad 

e  Numbers 

P&W 

Blade 

Number 

November 
non  plated 

December 

Plated 

probe 1 

probe2 

Probe  1&2 

182 

9 

4 

1 

125 

10 

5 

2 

188 

11 

6 

3 

190 

12 

7 

4 

208 

13 

8 

5 

127 

14 

9 

6 

143 

strain  14 

15 

10 

7 

Plated 

195 

16 

11 

8 

Plated 

243 

17 

12 

9 

123 

18 

13 

10 

121 

19 

14 

11 

181 

20 

15 

12 

166 

21 

16 

13 

Plated 

74 

22 

17 

14 

154 

23 

18 

15 

173 

24 

19 

16 

157 

strain  1 1 

25 

20 

17 

78 

26 

21 

18 

163 

27 

22 

19 

137 

strain  13 

28 

23 

20 

209 

1 

24 

21 

Plated 

135 

2 

25 

22 

Plated 

77 

3 

26 

23 

142 

4 

27 

24 

183 

5 

28 

25 

141 

6 

1 

26 

178 

7 

2 

27 

Plated 

120 

8 

3 

28 

The  results  of  a  comparison  of  the  computed  strains  at  resonance  after  the  six 
blades  were  plated,  to  before  they  were  plated,  at  two  settings  of  the  magnet  offset,  are 
shown  in  Table  7.  All  percentages  are  the  increase  or  decrease  from  the  reference 
unplated  value  of  microstrain.  The  reference  (unplated)  data  were  from  run  197  (Table 
5).  The  plated  blades  are  shown  in  bold  font.  The  average  of  probe  1  and  2  data  at  the 
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0.25  magnet  position  are  shown  in  Table  8.  There  was  an  overall  average  of  27% 
inerease  (1.27  times  the  old  value)  in  resonant  strain  for  the  6  plated  blades.  The 
maximum  increase  was  seen  in  blade  7  with  a  99%  increase  (about  double)  in 
microstrain.  Blade  8  showed  that  the  plated  blade  microstrain  was  decreased  from  the 
unplated  results  with  a  -22%  change.  Looking  at  the  data  from  the  six  blades,  the  picture 
is  unclear.  It  was  reasonable  to  assume  that  all  plated  blades  would  show  a  dramatic 
increase  in  microstrain,  but  this  was  not  the  case. 
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Table  7.  Excitation  Increase  After  Plating 


Percent  of  increase  (non-plated  to  plated) 

Magnet  Offset  =  0.0 

Magnet  Offset  =  0.25 

blade  # 

probe  1 

probe  2 

probe  1 

probe  2 

1 

13% 

20% 

16% 

18% 

2 

7% 

11% 

9% 

9% 

3 

7% 

12% 

19% 

29% 

4 

-5% 

7% 

-16% 

-8% 

5 

28% 

19% 

5% 

28% 

6 

-23% 

-20% 

-17% 

-21% 

7 

49% 

33% 

81% 

118% 

8 

-9% 

-6% 

-26% 

-18% 

9 

45% 

13% 

-13% 

-31% 

10 

-3% 

-3% 

7% 

13% 

11 

-40% 

-44% 

-39% 

-18% 

12 

-15% 

-18% 

-16% 

-14% 

13 

19% 

23% 

6% 

10% 

14 

5% 

-2% 

15% 

9% 

15 

3% 

-3% 

11% 

-1% 

16 

-20% 

-7% 

-16% 

-16% 

17 

-5% 

-8% 

-9% 

-6% 

18 

14% 

21% 

16% 

20% 

19 

73% 

70% 

72% 

55% 

20 

-41% 

-53% 

11% 

-41% 

21 

46% 

28% 

-11% 

-1% 

22 

6% 

-4% 

10% 

-1% 

23 

-8% 

-15% 

-32% 

-32% 

24 

-38% 

-31% 

-27% 

-19% 

25 

72% 

107% 

39% 

76% 

26 

23% 

40% 

-3% 

31% 

27 

46% 

35% 

65% 

85% 

28 

-40% 

-45% 

-44% 

-48% 

Average 

7% 

6% 

4% 

8% 

41 


Table  8.  Average  Effect  of  Plating 


Probe  1  and  Probe  2  Averaged  Together  (Non-plated  vs.  Plated)  for  the  0.25  Magnet 

Excitation  Only 

Average  for  the  changes 

Calibrated  Microstrain 

Blade  # 

Probe  1  and  2  at  magnet  position 
0.25 

Unplated  Average 

Plated  Average 

1 

17% 

136 

159 

2 

9% 

191 

208 

3 

24% 

199 

246 

4 

-12% 

127 

112 

5 

16% 

125 

145 

6 

-19% 

145 

118 

7 

99% 

99% 

116 

230 

8 

-22% 

-22% 

185 

144 

9 

-22% 

185 

143 

10 

10% 

87 

95 

11 

-28% 

158 

109 

12 

-15% 

222 

189 

13 

8% 

8% 

148 

161 

14 

12% 

195 

219 

15 

5% 

155 

163 

16 

-16% 

127 

107 

17 

-7% 

144 

133 

18 

18% 

180 

213 

19 

64% 

100 

164 

20 

-15% 

105 

90 

21 

-6% 

-6% 

136 

127 

22 

5% 

5% 

170 

178 

23 

-32% 

143 

98 

24 

-23% 

165 

127 

25 

58% 

99 

155 

26 

14% 

118 

131 

27 

75% 

75% 

109 

190 

28 

-46% 

178 

96 

Ave 

all  blades 

6  plated  blades 

Unplated  Overall 
Average 

Plated  Overall 
Average 

6% 

27% 

148 

152 
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However,  an  examination  of  all  28  blades  in  Table  8  raises  questions.  Blade  3 
was  non-plated  and  yet  it  had  a  higher  mierostrain  (246)  than  the  plated  blade  7  (230). 
Why  was  the  mierostrain  so  high  (inereased  by  24%)  for  the  unplated  blade  3?  Could  it 
be  that  the  system  dynamics  were  changed  as  a  result  of  the  plated  blades,  and  this 
affected  blade  #3.  It  is  also  possible  that  blade  3  was  more  susceptible  to  resonance  at 
12EO.  Each  blade,  although  nominally  similar  in  geometry,  was  subject  to  tolerances  in 
internal  structure,  and  therefore  some  blades  might  react  more  to  excitation  than  others. 
Consequently,  the  statistical  average  of  all  the  blades  in  the  system  is  meaningful.  The 
measurement  of  one  or  two  blades  in  the  present  rotor  is  clearly  not  enough  to  draw 
accurate  conclusions  about  the  average  behavior  of  the  blades  while  in  the  engine.  The 
ability  of  NSMS  to  measure  every  blade  is  a  major  asset  in  analyzing  the  response  of 
turbo-machinery  blading. 

The  data  in  Table  7  are  shown  plotted  in  Figure  31  (probe  1)  and  Figure  32  (probe 
2).  The  data  in  Table  8  are  shown  plotted  in  Figure  33.  It  is  seen  that  the  plated  blades 
did  not  follow  a  consistent  trend.  A  better  experiment  would  result  from  plating  all  the 
blades  in  the  rotor  and  then  measuring  how  the  entire  system  behaves.  Plating  only  six 
blades  gave  somewhat  inconclusive  results  as  to  the  effect  of  silver  plating  on  excitation 
levels  using  ECE. 


Probe  #1  Plated  vs  Non-Plated 
Plated  blades  7,  8,  13,  21,  22,  27 


Blade  # 


—A—  0.25  Non-Plated  —a—  0.25  Non  Plated  — 0.25  Plated  — 0.25  Plated 

Figure  31  Effect  of  Plating  from  Probe  1 
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Probe  #2  Plated  vs  Non-Plated 


0  2  4  6  8  10  12  14  16  18  20  22  24  26  28  30 

Blade  # 

-A—  0.25  Non-Plated  —a—  0.25  Non-Plated  — 0.25  Plated  — 0.25  Plated  [ 
Figure  32  Effect  of  Plating  from  Probe  2 


Combined  Probes  1  and  2,  0.25  inch  Magnet  Position 
blades  7,  8,  13,21,22,  27 


Blade  # 

0.25  Non-Plated  —a—  0.25  Non-Plated  — 0,25  Plated  — »—  0.25  Plated  [ 
Figure  33  Effect  of  Plating  -  Average  of  Probe  1  and  2 

Another  unusual  feature  that  was  noticed  was  an  increase  in  a  resonance  for  the 

plated  blades  at  about  5100  RPM  for  the  plated  blades  during  run  202  (file 

1218011 115).  This  was  the  only  test  recorded  that  went  low  enough  in  rpm  to  identify 

this  peculiarity.  The  following  displays  (Figure  34  and  Figure  35)  show  the  5100  RPM 

resonance,  which  was  greater  than  the  resonance  at  12EO  at  about  5600  RPM.  All  the 

plated  blades  showed  a  similar  pronounced  resonance,  but  none  of  the  non-plated  blades 
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showed  any  significant  magnitude.  The  results  of  curve-fitting  the  5100  RPM  resonance 
for  all  blades  is  shown  in  Figure  36.  The  resonance  clearly  gave  very  high  displacements. 


Figure  34  Typical  Non-Plated  Blade;  No  5100  RPM  Resonance 
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Figure  35  Typical  Plated  Blade:  With  5100  RPM  Resonance 


5100  RPM  Resonance 


0  2  4  6  8  10  12  14  16  18  20  22  24  26  28  30 

Blade  # 


—♦—Probe  1  —♦—PI  — ■— Probe2  — ■— P2 
Figure  36  5100  RPM  Resonant  Deflections 
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There  was  almost  7  times  more  displaeement  in  the  plated  blades  over  the  non- 
plated  blades  at  this  RPM.  However,  sinee  the  resonanee  oecurred  at  a  different  RPM 
than  the  one  where  the  mierostrain  data  was  ealibrated  during  experiment  2,  and  may  not 
be  the  same  mode,  eonversion  from  displaeement  to  mierostrain  is  not  strietly  applieable. 
The  XTE-66  Campbell  diagram  (P&W  proprietary)  was  examined  at  multiples  of  the  12 
engine  order  exeitation.  The  5100  RPM  resonanee  was  elose  to  either  the  1st  span- wise 
bending  at  36EO  or  1st  torsion  at  48EO.  But  it  is  also  possible  that  the  resonanee  was  a 
modification  of  the  lower  order  mode  cause  by  the  heavy  layer  of  silver.  (It  was  not 
possible  to  measure  the  effect  of  the  internal  dampers  on  this  resonance  since  silver 
plating  had  migrated  into  the  damper  cavity.) 

Overall,  the  plating  experiment  did  not  produce  the  desired  results.  Some  plated 
blades  increased  in  amplitude  while  others  decreased.  A  better  procedure  would  be  to 
plate  all  the  blades  equally.  Cost  and  time  prohibited  that  experiment  immediately.  The 
experiment  did  emphasize,  however,  the  usefulness  of  the  laser-light  probes  in  acquiring 
data  from  all  blades  for  tests  of  any  bladed  disk. 


E,  EXPERIMENT  4  -  EFFECT  OF  PLASTIC  INSERTS 

The  final  experiment  conducted  on  the  XTE-66  turbine  rotor  was  to  determine 
whether  inserting  thick  plastic  bushings  into  the  space  between  the  bottom  of  the  grove  in 
the  rotor  and  the  base  of  the  turbine  blade,  made  a  difference  in  the  variance  in  data 
acquired  in  successive  sweeps  between  successive  starts  and  stops.  The  idea  was  to 
reduce  the  variability  of  the  blades  reseating  themselves  in  the  fir-tree  root  assembly. 

Pratt  and  Whitney  had  previously  reported  “good”  repeatability  in  their 
experiments,  using  averages  of  only  three  sweeps.  In  the  present  study  (experiment  2), 
sweeps  between  5  stops  were  required  to  establish  the  effect  of  magnet  offset  (Eigure  22 
through  Eigure  26)  because  of  a  lack  of  consistency  using  averages  of  five  sweeps  in  a 
single  test.  Plastic  inserts  used  by  P&W  were  not  used  initially  in  the  present  study  due 
to  possible  overheating  and  melting  from  the  eddy-current  process.  Also,  a  better 
representation  of  engine  behavior  might  be  seen  in  results  taken  without  the  use  of  plastic 
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inserts.  However,  inserts  were  omitted  initially  because  a  high-temperature  rubber 
material  that  was  substituted  (seen  in  Figure  2)  failed  at  high  RPM.  In  the  final  XTE-66 
experiment,  plastic  inserts  similar  to  those  used  by  P&W  were  inserted  in  order  to 
examine  their  effect  on  repeatability. 

In  this  experiment,  with  plastic  inserts  under  the  blades,  one  run  was  conducted  at 
the  magnet-offset  position  of  0.0  inches,  i.e.  reference  position.  The  run  included  5  tests, 
i.e.  5  starts  and  stops  of  the  rotor,  and  each  test  contained  3  sweeps  of  the  rotor  RPM, 
down  through  the  12EO.  The  following  table  shows  the  data  file  names,  which  were 
based  on  the  time  of  the  sweep. 


Table  9.  Experiment  4  Data  Eile  Names 


Run  #203 

Time  (xxxx) 

Sweep  1  Sweep  2  Sweep  3 

Date  time 

020117  xxxx 

Test  1 

1125 

1130 

1136 

Test  2 

1152 

1158 

1207 

Test  3 

1217 

1222 

1228 

Test  4 

1240 

1245 

1250 

Test  5 

1302 

1307 

1311 

A  data  file  was  created  for  each  of  light  probe  1  (xxxx_l)  and  light  probe  2 
(xxxx_2).  The  standard  deviation  for  the  deflection  of  each  blade  was  computed  from  the 
three  sweeps,  for  each  test.  The  results  for  the  five  tests  are  shown  for  probe  1  in  Eigure 
37  and  Eigure  38  shows  the  results  for  just  the  final  three  tests.  It  appears  from  the 
results  that  the  first  two  tests  allowed  the  inserts  to  settle  and  mold  into  place,  after  that, 
the  blades  remained  in  their  seats  when  the  rotor  was  stopped. 
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Repeatability  with  Plastic  inserts,  Probe  1 


Blade  # 


Test  1 
Test  IB 
Test  2 
T  est  2B 
Test  3 
Test  3B 
Test  4 
T  est  4b 
Test  5 
Test  5B 


Figure  37  Blade  Mierostrain  with  Inserts  (5  Tests) 


Figure  38  Blade  Mierostrain  with  Inserts  (Last  3  Tests) 


The  standard  deviations  for  the  multiple  sweeps  are  shown  in  Table  10.  It  ean  be 
seen  that  the  average  was  only  9.5%  for  probe  1  and  10.8%  for  probe  2  using  the  standard 
deviations  for  the  last  three  tests. 
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Table  10.  Standard  Deviation  (Average  of  All  Blades  and  3  Sweeps) 


Run  #203 

17  January  2002 

date  time 

Probe  1 
Standard  Dev. 

Probe  2 
Standard  Dev. 

020117  xxxx 

Test  1 

17.83% 

21.56% 

Test  2 

10.93% 

12.34% 

Test  3 

9.84% 

11.04% 

Test  4 

9.09% 

11.53% 

Test  5 

9.63% 

9.90% 

The  reference  tests  that  were  conducted  without  the  plastic  inserts  occurred  on  16 
November  2001.  With  the  same  spin-pit  setup,  12EO  and  0.0”  magnet  position,  5  tests 
(start/stop)  were  conducted  with  one  sweep  each,  and  one  test  with  3  sweeps 
(continuous).  The  results  are  shown  in  Table  11. 


Table  11.  Results  of  Reference  Tests  (No  Inserts) 


Run  #197 

16  November  2001 

Probe  1  Standard 
Dev. 

Probe  2  Standard 
Dev. 

Start/stop 

Average  of  Tests 
1,2,3,4,5 

13.94% 

13.11% 

Continuous 

Test  6  (3  sweeps) 

11.03% 

9.06% 

It  is  seen  that  the  start/stop  tests  showed  a  higher  standard  deviation  and  that  the 
continuous  sweep  results  are  consistent  with  the  data  from  the  plastic  insert  tests.  This  is 
consistent  with  the  likelihood  that  allowing  blades  to  unseat  and  reseat  will  introduce 
some  variability  in  the  resonant  behavior.  Detailed  results  are  shown  plotted  in  Appendix 
H. 
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VI.  CONCLUSIONS  AND  RECOMMENDATIONS 


A,  CONCLUSIONS 

Experiment  1  showed  that  the  NSMS  was  eapable  of  measuring  small  deflections 
and  that  the  qualitative  behavior  was  in  concurrence  with  that  of  the  strain  gauges.  Both 
the  NSMS  and  the  strain  gauge  results  suggested  that  the  dampers  had  little  effect  on  the 
lowest  bending  mode.  However,  without  larger  excitation  amplitudes,  the  damper 
effectiveness  could  not  be  properly  assessed. 

Experiment  2  showed  the  usefulness  of  NSMS  in  obtaining  data  from  all  blades  in 
the  system.  The  data  from  three  strain  gauges,  by  themselves,  was  unclear;  but  the 
deflections  measured  for  all  the  blades  clearly  pointed  to  a  behavior  that  was  more 
realistic.  The  calibration  of  the  probes  to  strain  gauges  was  very  successful;  however,  it 
was  only  applicable  for  the  first  bending  mode.  A  more  complete  calibration  using 
multiple  strain  gauges  and  NSMS  probes  would  be  needed  in  order  to  examine  higher 
order  modes. 

Experiment  3  did  not  produce  the  results  that  were  expected;  however,  useful  data 
were  obtained.  Even  though  a  particular  blade  had  been  silver  plated,  a  higher  magnitude 
of  resonance  was  not  necessarily  obtained.  System  dynamics  appeared  to  play  a 
significant  role  in  the  results.  Also  it  was  hypothesized  that  each  blade  might  be 
structurally  slightly  different  and  therefore  would  generate  different  magnitudes  of  strain. 
A  statistical  survey  of  all  the  blades  in  a  bladed  disk  to  obtain  data  on  the  weakest  (most 
susceptible  to  resonance)  to  the  strongest  blade  (most  resistant  to  resonance)  is  required 
in  order  to  quantify  the  ‘life’  of  the  blades. 

Experiment  4  produced  very  definitive  results.  The  repeatability  of  tests  was 
clearly  improved  through  the  use  of  plastic  inserts.  After  two  initial  stops  and  starts,  the 
average  of  a  series  of  three  sweeps  gave  excellent  repeatability.  Without  inserts,  when 
the  XTE-66  blades  were  allowed  to  unseat  and  reseat  themselves  on  successive  starts,  the 
data  were  not  very  repeatable.  This  finding  suggests  that  inserts  should  be  used  when 
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assessing  damper  effectiveness  in  spin  tests,  but  also  suggests  that  assessment 
measurements  in  an  engine  might  require  a  number  of  stops  and  starts. 

Overall,  the  four  experiments  showed  the  utility  of  the  NSMS  system.  Collecting 
data  for  all  blades  was  useful  in  analyzing  trends.  By  strain  gauging  a  few  blades,  it  was 
possible  to  develop  a  strain  to  deflection  relationship  in  the  first  bending  mode,  thereby 
allowing  the  measurement  of  all  the  blades.  Data  from  all  blades  in  a  rotor  can  be 
statistically  analyzed,  so  that  a  probable  lifetime  of  blades  subjected  to  occasional 
resonance  can  be  determined. 

B,  RECOMMENDATIONS 

Hood  Technology  has  generated  updated  software  that  calculates  the  SDOF 
curve-fits  for  all  the  blades  without  the  user  having  to  cycle  through  each  blade.  This 
feature  drastically  reduces  the  workload  involved  in  data  processing.  It  is  recommended 
that  the  program  be  used  to  re -reduce  data  in  the  present  report,  and  any  differences  be 
resolved.  With  the  data  processing  workload  diminished,  more  attention  should  be 
focused  on  using  more  probes,  measuring  higher  frequency  modes  and  statistically 
sampling  the  deflections  as  the  rotor  blades  are  cycled  through  resonance.  Future  work 
should  also  include  the  finite  element  analysis  of  the  blades  being  measured  in  order  to 
place  the  probes  in  optimum  positions  to  analyze  targeted  modes. 
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APPENDIX  A  :  THEORY  OF  MEASUREMENT 


[The  figures  and  review  of  the  measurement  theory  in  the  present  seetion  are  from 
Ref  5,  Ch.  4,  and  are  published  with  the  permission  of  Hood  Technology  Corporation] 

A.  BLADE  MODES,  FREQUENCIES,  AND  ENGINE  ORDERS 

The  Campbell  diagram  shown  schematically  in  Figure  39,  combines  the  rotor 
speed,  the  engine  orders  of  excitation,  and  the  system’s  modes  of  vibration  (natural 
frequencies)  on  one  chart  in  order  to  identify  operational  engine  speeds  that  are  high-risk 
with  respect  to  structural  resonant  vibrations.  Created  during  the  design  of  an  engine,  this 
diagram  enables  a  quick  assessment  of  the  type  and  possibility  of  experiencing  resonant 
conditions  at  various  operating  engine  RPMs  from  idle  to  maximum.  The  engine  orders 
are  defined  as  a  synchronous  type  of  excitation.  For  example,  if  the  engine  had  20  inlet 
guide  vanes,  the  first  rotor  blades  would  experience  a  20  EO  excitation  at  about  7500 
RPM.  The  mode  would  be  the  E*  torsion  of  the  blade  at  a  natural  frequency  of  6000  Hz. 
The  modes  are  related  to  the  natural  frequencies  of  the  blades  and  are  a  function  of  nodal 
diameters  (harmonics).  It  is  not  uncommon  to  see  E*  and  2"‘^  order  bending,  torsion,  and 
chord-wise  bending  on  a  Campbell  diagram.  Higher  order  bending  modes  may  also  be 
displayed. 
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B.  CLASSIFICATION  AND  SENSORS 

Potentially  damaging  blade  vibration  in  rotating  maehinery  ean  be  caused  by 
either  synchronous  or  asynchronous  resonance.  A  resonance  occurs  when  a  blade’s 
natural  frequency  is  reached  and  the  vibrations  (oscillations)  reach  large  amplitudes  from 
small  inputs.  Asynchronous  resonance  pertains  to  flutter,  stalling  or  other  aerodynamic 
instabilities,  not  associated  with  a  consistent  input.  Synchronous  resonance  is  excited  at 
multiples  of  the  rotational  speed  of  the  rotor,  i.e.  from  interference  of  stator  or  inlet  guide 
vanes;  hence  the  resonance  is  in  synch  with  the  rotor.  [Ref.  2]  The  present  experiment  is 
focused  on  synchronous  resonance. 

There  are  several  ways  to  measure  the  synchronous  resonance  using  NSMS.  The 
four  ways  discussed  by  Hood  Technologies  incorporates  time  of  arrival  (TOA) 
information  to  calculate  blade  vibrations  for  every  blade  on  the  rotor.  The  single  sensor 
fit  incorporates  one  sensor  per  rotor  and  uses  a  direct  measurement  method  through  a 
curve  fit.  The  curve  fit  procedure  is  simple  and  requires  minimal  equipment  and  simple 
computations.  However,  single  sensor  measurements  of  blade  apparent  deformation  will 
also  contain  RPM  dependent  signals  not  associated  with  the  resonance.  The  removal  of 
these  signals,  ‘detrending’,  is  required  to  give  accurate  deflection  and  frequency 
measurements,  which  is  an  additional  step  in  the  single  sensor  method.  The  present 
experiment  dealt  entirely  with  the  single  sensor  approach  for  the  synchronous  vibration. 

The  two-sensor  approach  incorporates  a  differential  method  of  calculation 
between  two  closely  placed  sensors.  The  advantage  for  this  approach  is  automatic 
detrending,  however,  the  method  requires  more  than  one  sensor.  The  multiple  sensor 
approach  uses  at  least  3  sensors  per  rotor.  A  least-squares  fit  can  be  performed  to 
identify  the  vibration  parameters.  The  main  advantage  of  the  three-probe  method  is  that 
the  amplitude  of  the  vibration  can  be  estimated  while  the  engine  is  dwelling  at  a  certain 
power  setting.  This  gives  an  instantaneous  estimate  of  static  position  and  vibration.  The 
fourth  method  discussed  by  Hood  is  the  four-sensor  method.  With  the  larger  number  of 
sensors  one  can  more  reliably  decide  on  the  harmonic  or  include  several  superimposed 
harmonic  responses.  The  number  of  deployed  sensors  is  the  drawback  of  the  method.  In 
all  four  approaches,  the  number  of  sensors  was  always  much  smaller  than  the  Nyquist 
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sampling  limit.  The  sample  frequency  maximum  being  measured  must  not  be  greater 
than  two  times  the  highest  signal  frequency  sampling  rate.  The  Nyquist  sampling  limit 
must  be  at  least  2  times  higher  than  the  highest  frequency  being  sampled  to  avoid 
aliasing.  Aliasing  is  the  inaccurate  reporting  (frequency  change)  of  a  measured 
frequency  due  to  the  lack  of  sampling  rate. 

C.  DEFLECTION  MEASUREMENT  USING  TOA  INFORMATION 

Multiplying  the  blade  speed  by  the  time-of-arrival  (TOA)  for  each  of  the  blades 
(Nr)  equates  to  an  estimate  of  the  arc  length  between  each  blade’s  reference  position  and 
the  shaft  reference  point  (zero  point).  The  calculated  time  of  arrival  defines  the  position  a 
blade  should  be  in.  A  difference  between  the  calculated  and  measured  TOA  is  reported 
as  a  blade  lag,  either  positive  or  negative.  A  non-deforming  blade  will  always  have  the 
same  TOA,  assuming  the  static  deformation  to  be  constant.  See  Figure  40. 
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As  stated  before,  synehronous  vibration  oeeurs  at  a  frequeney  direetly  related  to 
shaft  rate.  When  the  rotor  is  periodieally  exeited  at  frequeney  (o  the  eircumferential 
deformation  due  to  vibration  can  be  expressed  as 

5  (t)  =  y4((y)sin((yt  +  ^/i((y)) 

Where  =  Deformation  of  the  blade  at  time  t. 
y4((y)  =  Frequency  dependent  amplitude 


(I>[(jo)  =  Frequency  dependent  phase 

The  amplitude  and  phase  frequency  dependency  are  a  function  of  the  blade’s 
structural  dynamics.  Again,  assuming  static  deformation  to  be  constant,  the  detector 
senses  the  blade  for  every  revolution  at  time 


Where  k  =  The  revolution  number 
R  =  The  shaft  rate 


=  The  time  lag  resulting  from  the  blade’s  deformation 
To  the  first  order,  the  measured  deformation  is 


Inkco 


S^=A(^co)sm  - +  (/){a)') 


R 


When  the  vibration  frequency  is  a  multiple  of  the  shaft  rate,  oo  =  NR ,  it  is 
synchronous.  The  sample  deformation  is  then 


5j^  =  A{^NR)s,m 


InkNR 


R 


+  (I){NR)  =A[NR)sm[NR) 


N  =  Integer  multiple  of  the  shaft  rate,  R 
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Therefore,  if  R  is  eonstant,  then  S,^  should  remain  eonstant.  If  NR  goes  through 
a  blade  resonanee  as  the  shaft  rate  varies,  the  phase  (p(^NR)  ehanges  by  180°,  whieh 
allows  the  resonanee  to  unravel  itself  in  front  of  the  deteetor  as  A(^NR)  goes  through  a 
maximum.  See  Figure  41. 


57 


Figure  41  Synchronous  Blade  Resonance  as  Seen  by  Two  Detectors 
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Asynchronous  vibration  occurs  at  a  frequency  not  associated  to  the  shaft  rate, 

therefore,  the  ratio  rate  r  =  —  is  not  an  integer  and  the  sample  deformation  is: 

R 

=  y4((y)sin(2;z-rA:  +  ^zi((y)) 

The  asynchronous  vibration  is  sampled  at  a  fixed  shaft  rate  as  seen  in  Figure 
42Sinee  the  angle  0  =  Inr  is  not  an  integer  multiple  of  In  ,  the  observation  5^.  is  likely 

to  coineide  with  a  peak  +A(^a>')  and  an  anti-peak  over  time.  An  estimate  of  the 

peak-to-peak  asynchronous  vibration  amplitude  can  be  made  at  a  given  shaft  rate  by 
comparing  the  maximum  lead  and  maximum  lag  observed  over  a  number  of  revolutions. 
Processing  detrends  the  TOA  data  and  separates  the  blade  resonanee  from  the  shaft 
vibration. 
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Figure  42  Asynchronous  Blade  Resonance  as  Seen  by  a  Detector 
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D,  GEOMETRIC  CONSIDERATIONS  FOR  AMPLITUDE  ESTIMATES 


The  frequency  and  mode  shape  characterize  a  structural  resonance.  The  U* 
torsion  mode  shape,  for  a  typical  blade,  is  shown  in  Figure  43.  Two  types  of  sensors  are 
also  depicted.  The  point  sensor  (PS)  is  a  capacitive  sensor,  which  is  triggered  by  a  very 
local  area  of  the  blade’s  tip.  The  line  sensor  (LS)  uses  a  light  line  interrupted  by  the 
leading  edge  blade  tip.  See  Figure  43 

Assuming  the  major  deformation  occurs  perpendicular  to  the  blade’s  surface,  this 
change  of  the  normal  vector  (M)  is  categorized  by 

A(M)  =  a^(M) 

Where  a  =  The  vibration  amplitude  at  the  moment  of  detection 
a  =  A^mcj) 

(j)  =  The  vibration  phase  at  detection  time 

Deformation  is  distributed  in  a  chord-wise  direction  according  to  the  mode  shape 
(j) ,  which  is  a  scalar  function  since  the  direction  of  the  deformation  is  already  assumed. 
This  assumed  deformation  direction  holds  for  tip  modes  of  bending,  however,  it  does  not 
hold  for  root  bending.  Therefore,  mode  shape  cannot  accurately  be  measured  with  the 
single  line  sensor  probe,  as  is  the  problem  with  strain  gauges.  However,  mode  shapes  are 
always  calculated  during  the  design  process  hence  the  requirement  of  mode 
determination  is  not  seen  as  a  factor  in  line  sensor  measurement  method. 

The  point  sensor  detects  blade  deformation  as  seen  in  Figure  44 At  the  position 
{Xpg  Ypg  }  ,  point  M,  the  measured  deformation  is 

Spg  =  a  cos  ©p(p(Xpg  +  a  sin  0^ )  «  a  cos  @p(p  {Xp^ ) 


-sin0^ 

COS0^ 
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The  line  sensor  detects  blade  deformation  at  the  position  ^  point  T, 

with  the  measured  deformation  being 


^LS  ^  _ ^  ^  ( ^LS  ) 


COS0 


LS 


The  ratio  of  sensitivities  between  a  line  sensor  and  a  point  sensor  located  at  the  tip  is 

cos(0^-0„) 


COS0J^5  COS0^ 


If  the  angle  of  the  blade,  0^  =60  degrees  and  the  angle  of  the  line  sensor  is  45 

degrees,  the  sensitivity  ratio  will  be  about  2.7.  The  main  reason  why  the  line  sensor  is 
better  than  the  point  sensor  is  that  the  point  sensor  is  more  susceptible  to  geometry 
deformation  because  it  can  only  measure  deflection  at  a  point.  The  line  sensor  will 
measure  along  the  length  of  the  light  line,  thus  removing  geometrical  changes.  However, 
for  both  the  line  and  point  sensors,  if  the  sensor  is  placed  at  a  nodal  point  of  bending  (the 
axis  about  which  the  bending  occurs,  i.e.  for  higher  order  bending  modes),  it  may  not 
register  any  deflection  at  that  point  on  the  blade. 


Figure  43  Geometric  Consideration;  Mode  Shape,  Point  Sensor,  Line  Sensor 


62 


Figure  44  Geometry  for  Specific  Detectors 


E.  THE  CURVE  FIT  AND  SINGLE  DEGREE  OF  FREEDOM 

It  was  assumed  that  each  rotor  blade  was  excited  by  a  synchronous  periodic 
excitation  at  co  =  NR ,  where  co  is  the  excitation  frequency,  N  is  the  integer  multiple  of 
the  shaft  rate,  and  R  is  the  shaft  rate.  It  is  further  assumed  that  each  blade  has  the 
following  transfer  function  from  excitation  to  tip  displacement  (static  position  removed): 


G{s) 


KsQ 


2  sC2  _  2 

S  H - 1 0 


Q 


where  K  =  the  maximum  gain  (unspecified  unit) 
Q  =  The  blade’s  resonance 


s  =  The  complex  Laplace  variable 
Q  =  The  quality  factor  (the  measure  of  dampening) 
The  blade’s  response  time  is  expressed  as 

(p(t)  =  me{G(jNR)e^^^‘uj 


where  ^(t)  =  The  tip  vibration 
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9ie  =  the  real  part  of  the  equation  in  braekets 
G  =  The  Laplace  transform  defined  above 
/  =  -1 

N  =  Integer  multiple  of  the  shaft  rate,  i? 

U  =  The  disturbance  amplitude 
At  every  revolution,  the  blade  detector  samples  the  motion  at 

0  + 

t  =  ^ - 

R 


where  6^  =  The  detector  aimuth  relative  to  a  vibration  peak 
k  =  the  integer  number  of  revolutions 
R  =  The  shaft  rate 

Therefore,  the  amplitude  recorded  by  the  sensor  is 

ft™  ='y<e{G(jNR)e'"-u} 

Now,  define  the  normalized  shaft  rate: 

r  =  R^— 

Q/N 

Define  the  response  amplitude: 

A  =  KU 


The  sensor  output  can  now  be  written  as 


(Ps. 


r^/Q" 


A  cos  N0„  - 


{l-r^y/Q 

(^1-r^j  +r^/Q^ 


AsmN6„ 


Further  define: 
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f{r,Q) 


r^lQ" 

(^1-r^j  +r^lQ^ 

The  sensor  output  ean  now  be  written 

(p sensor  =  f  {r ,Q)  Acos N 6^  - g {v ,Q)  Asm NO ^ 

The  effeet  of  Q ,  quality  faetor  is  seen  in  Figure  45.  The  lower  Q  has  a  less  sharp 
peak  than  the  higher  magnitude  of  Q.  A  sharp  peak  is  desired  in  finding  the  resonanee. 
The  single  degree  of  freedom  (SDOF)  eurve  fit  is  modeled  in  Figure  46.  Notiee  at  the  0 
degree  phase  angle,  the  peak  of  the  resonanee  is  at  the  eenter,  whereas  at  a  phase  angle  of 
90  degrees,  the  magnitude  is  divided  between  the  upper  and  lower  portion  of  the 
normalized  axis. 
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Figure  45  Different  Values  of  Q  for  Normalized  RPM 


g(A0)  = 
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Figure  46  Sensor  Output  as  a  Funetion  of  Shaft  Rate  and  Sensor  Loeation  to  Node 

Q  is  also  useful  for  developing  a  sweep  rate.  A  fast  sweep  rate  of  the  rotor 
through  the  resonanee  will  result  in  a  poor  sampling  of  the  vibrations.  However,  a  slower 
sweep  rate  through  the  resonanee  vibration  will  have  enough  data  points  to  register  a 
good  sample.  A  good  rule  of  thumb  for  sweep  rate  (ARPM )  is  the  following: 

APPM  _  1 
RPM  ~  Q 


F.  DETRENDING 

The  TOA  data  eontains  all  the  apparent  deformation,  synehronous  as  well  as 
asynehronous.  The  asynehronous  data  has  the  shaft  axial  motion  whieh  cause  blade  pitch 
and  the  blade  static  deformation  due  to  aerodynamic  and  centrifugal  loading.  The 
detrending  of  the  asynchronous  data  is  executed  by  averaging  all  the  blades  to  provide  a 
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good  estimate  of  the  statie  position  shifts,  while  also  smoothing  out  the  synehronous 
resonanee  signatures  eontained  in  the  TOA  signals; 


=0. — ^y© 


where  =  The  synehronous  vibration 


0^  =  The  blade  arrival  angle  measured  from  the  shaft  referenee  for 


blade  i 


Nr  =  The  number  of  blades 

The  blade  arrival  angles  (©Jinelude  the  blade  statie  position,  the  blade  statie 
deformation  due  to  loads,  and  variations  indueed  by  axial  shaft  motion. 
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APPENDIX  B  :  NSMS  OPERATIONAL  PROCEDURE 


Turn  on  the  power  to  the  light  probe  system  at  least  5  minutes  before  a  test  in 
order  for  the  probes  to  warm  up  and  also  to  set  up  the  computer,  HP  Infmium,  and  BVSI 
Board. 


1 .  Turn  the  power  strip  on  and  ensure  the  switch  at  the  back  of  the  probe  case  is 
turned  on. 

2.  Allow  the  probes  to  warm  up  for  5  minutes  in  the  standby  mode.  (Red  lights 
will  be  on).  Turn  the  probe  switches  on  (transmitter  and  receiver)  when  the 
pit  is  started  to  ensure  signals  are  being  received.  Green  lights  will  be  on.  See 
Figure  47. 


Red  light  =  standby 
Green  light  =  on 


OUT2:  voltage  wavefonn 
OUTTTTL  (not  used) 


Receiver  Input  from 
light  probe 


Transmitter 


Output 


Figure  47  Laser  Transmitter/Receiver  Case 

Turn  on  the  HP  Infinium.  The  Infinium  (Figure  48)  needs  to  be  set  up  as  follows: 

3.  Select  “Vertical”  Soft  key  #1,  probe  1 
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4.  Select  “Vertical”  Soft  key  #2,  probe  2 

5.  Select  “Vertical”  Soft  key  #4,  the  one  per  rev  (1/rev).  The  trigger  for  the 
scope  will  be  set  using  this  pulse  and  the  “Trigger”  option  on  the  scope  from 
the  1/rev. 

6.  All  “Vertical”  positions  are  set  at  “DC”  and  “IMQ” 

7.  “Trigger”  setup  will  be  “edge”,  “4”,  use  the  up-slope,  “trig’d”  and  “DC”.  The 
level  knob  will  control  where  the  trigger  is  set  on  line  #4.  The  trigger  should 
be  adjusted  to  50%  higher  than  the  horizontal  “zero”  line  (see  Figure  49) 

8.  The  “vertical”  should  be  set  at  2V/div  and  the  “Horizontal”  scale  should  be  set 
at  500|us/div 


EKSS  "-fc'iii}  VIC'. 


Horizontal  section 
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Trigger  section  h 

© .  “  . :  ::  :r 


Vertical  section 


Figure  48  HP  Infinium  Display  Set  up 


70 


File 


Control  Setup  Measure  Analyze  Utilities  Help 


9:28  AM 


More 
(lot  2) 


Clear 

All 


Figure  49  Infinium  Display  with  1/Rev  Trigger  Level  Shown 


Once  the  pit  gets  up  to  speed  the  display  should  look  as  shown  in  Figure  50. 


Figure  50  HP  Infinium  Final  Display 
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Set  up  the  BVSI  Board  (Figure  51). 


Probe2 


Channel  2 


Channel  3 


fFW-R. 


Figure  5 1  Digitizer  Set  up 

The  arm  and  trigger  levels  should  be  set  aeeording  to  the  signal  reeeived  from  the 
probes.  Use  the  seroll  buttons  and  seroll  Seope  A  and  B  onto  the  same  probe  (ie  CFll  or 
CH2)  and  adjust  the  arm  and  trigger  levels,  Figure  52.  The  Infinium  vertieal  adjust 
position  for  #1  and  #2  should  be  at  the  same  level  (i.e.  put  them  on  the  zero  line)  to  get  an 
aecurate  placement  for  arm  and  trigger  level,  Figure  53. 

9.  Configure  the  arm  and  trigger  for  both  probes  1  and  2  (i.e.  CHI  and  CH2). 
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Trigger  adjust 


Scroll  up;  CH  1  or  CH  2  or  CH 
3  output  to  Scope  A 


Scroll  down 


Channel  2 


Figure  52  BVSI  Arm/Trigger  Manipulation 


Figure  53  Arm  Level  to  Probe  Output 
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Figure  54  Arm  and  Trigger  Levels 


The  1/Rev  signal  can  be  checked  by  scrolling  down  to  channel  3  “Anlg”,  “Arm 
and  “Trig”  and  ensuring  the  Arm  is  set  on  the  curve  down  slope  of  the  1/Rev  in  order  that 
the  “Trig”  can  be  set  at  the  sharp  up  slope  of  the  1/Rev.  The  1/Rev  is  checked  by 
scrolling  to  “TOA”  and  see  the  exact  time  of  arrival  (see  Figure  55). 
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File  Control  Setup  Measure  Analyze  Utilities  Help  12;29PM 


Figure  55  BVSI  1/rev  Correct  Placement  for  Inverse  Switch 


Figure  56  Data  Acquisition  Main 

10.  Double  click  shortcut  to  Hood  NSMS  3.0  (Figure  56) 

11.  Single  click  Hardware  Setup  for  the  XTE-66  parameters:  [dia=22.5, 

#  blades  =  28].  Input  the  appropriate  parameters  (shown  in  Figure  57)  and 
then  select  RETURN. 
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Figure  57  Data  Acquisition  Hardware  Setup 

The  NSMS  system  is  now  ready  to  take  data. 

12.  Press  Start  Acquisition  in  order  for  the  computer  to  display  the  BVSl  output. 
(Figure  58) 

13.  To  record  the  data,  Manually  Write  Data  must  be  selected.  After  you  have 
recorded  the  amount  data  you  want,  deselect  Manually  Write  Data  and  a 
“save  as”  window  will  appear. 

14.  Save  the  data  in  the  D:/Hood  NSMS  3.0  folder  with  all  the  previously 
recorded  data.  Save  by  “year/month/day_time”  format  (i.e.  020120_1 125).  A 
probe  1  (*.l)and  probe  2  file  (*.2)  will  be  recorded  in  addition  to  a  time  stamp 
file  *.0  and  a  setup  file  *.inf  .  The  *.inf,  *.0,  *.l,  and  *.2  were  the  extensions 
of  the  four  files,  created  with  a  single  user  defined  file  name.  The  *.inf  file 
contained  the  hardware  setup  information. 
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Figure  58  Operating  Aequisition  NSMS  Software 
Open  the  Hood  Tech  NSMS  DATAVIEWER  (Eigure  59) 

15.  The  file  just  recorded  can  be  viewed  by  opening  the  DATAVIEWER  and 
selecting  the  file  from  the  D:/HoodNSMS  3.0/*.!  or  *.2 


:<a«arl|j|  ®  iS  CJI  IJ  DyMIcrosofl:  Word  -  Pref light,, ■[  pictures 


^^Repeatability  data  analysis  ||Dataviewer(1.3) 


Eigure  59  Data  Viewer  Main  Page 

16.  Select  Transformation  of  Inter-blade  Angle  for  Time  of  Arrival.  (Eigure  60) 
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Figure  60  Processed  Data  Using  1/rev  as  TOA  Reference 


Figure  61  Processed  Data  Using  Transformation  of  Inter-Blade  Angle 


78 


The  Processing  Parameters  are  read  from  the  *.mf  file  and  do  not  need  to  be 
changed.  The  #  revs  for  smoothing  takes  out  some  noise.  10  is  a  good  starting  point  for 
smoothing.  The  RPM  vs  time  window  can  be  used  to  narrow  the  range  the  Lag  of  Blade 
window  sees.  The  Lag  of  Blade  #  can  be  scrolled  up  or  down  through  the  number  of 
blades.  (Figure  61) 

The  Curve  Fit  Result  is  a  single  degree  of  freedom  curve  fit  and  is  a  function  of 
where  the  verticle  yellow  lines  are  place  in  the  Lag  vs.  RPM  window.  Usually  the  range 
can  remain  constant  and  remain  set  at  certain  max  and  min  RPM’s.  However,  sometimes 
the  resonance  causes  the  curve  fit  to  hiccup  and  therefore  the  range  must  be  changed. 
Each  time  the  range  is  changed,  the  Refresh  Curve  Fit  option  must  me  used. 

17.  Select  Create  New  *.cft  file  in  order  to  output  5  parameters: 

1 .  Blade  number 

2.  CriticaL  RPM 

3.  Q 

4.  Mag  (mils  0-pk) 

5 .  Phase (deg) 

18.  Select  “Write  Parameters  to  File”  for  each  blade’s  curve  fit  and  the  data  will 

be  appended. 

Input  the  file  to  the  processing  system  of  choice;  Excel,  MATLAB,  etc.  and  begin 
averaging. 
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APPENDIX  C  :  PROCESSED  DATA 


A,  EXPERIMENT  1:  AJE  AND  EFFECT  OF  DAMPERS 


Run  Number 

Date 

Type 

Damping 

Test 

Sweep 

Processed  File  Name 

Number  Number 

184 

091301 

8EO 

No 

1 

1 

091301_1038_1.cft 

No 

1 

2 

091301_1044_1.cft 

No 

1 

3 

091301_1100_1.cft 

No 

1 

4 

091301_1126_1.cft 

185 

091801 

8EO 

Yes 

1 

1 

091801_0906_1.cft 

Yes 

1 

2 

091801_0926_1.cft 

Yes 

1 

3 

091801_0939_1.cft 

Yes 

1 

4 

091801_1001_1.cft 

Yes 

1 

5 

091801_1005_1.cft 

Yes 

1 

6 

091801_1018_1.cft 

Yes 

1 

7 

091801_1032_1.cft 

186 

091901 

8EO 

No 

1 

1 

091901_1009_1.cft 

No 

1 

2 

091901_1021_1.cft 

No 

1 

3 

091901_1025_1.cft 

No 

1 

4 

091901_1052_1.cft 

No 

1 

5 

091901_1054_1.cft 

No 

1 

6 

091901_1117_1.cft 

No 

1 

7 

091901_1131_1.cft 

187 

092501 

12EO 

No 

1 

1 

09250 1_1447_1  .eft 

No 

1 

2 

09250 1_1505_1. eft 

No 

1 

3 

09250 1_1507_1. eft 

No 

1 

4 

09250 1_1520_1. eft 

No 

1 

5 

09250 1_1532_1. eft 

No 

1 

6 

09250 1_1545_1. eft 

No 

1 

7 

09250 1_1554_1. eft 

188 

092701 

12EO 

Yes 

1 

1 

092701_1316_1.cft 

Yes 

1 

2 

09270 1_1327_1. eft 

Yes 

1 

3 

09270 1_1348_1. eft 

Yes 

1 

4 

09270 1_1354_1.  eft 

Yes 

1 

5 

09270 1_1407_1. eft 

Yes 

1 

6 

09270 1_1423_1. eft 

Yes 

1 

7 

09270 1_1436_1. eft 

Yes 

1 

8 

09270 1_1452_1.  eft 

189 

100401 

12EO  MOD 

Yes 

1 

1 

1 0040 1_1112_2.  eft 

Yes 

1 

2 

100401_1119a_2.cft 

Yes 

1 

3 

1 0040 1_1134_2.  eft 

Yes 

1 

4 

1 0040 1_1150_2.  eft 

Yes 

1 

5 

100401_1211_2.cft 

Yes 

1 

6 

1 0040 1_1224_2.  eft 
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100501 

12EO  MOD 

No 

1 

1 

100501_ 

1024a  2. eft 

No 

1 

2 

100501. 

_1030_2.cft 

No 

1 

3 

100501. 

_1046_2.cft 

No 

1 

4 

100501 

_1102_2.cft 

No 

1 

5 

100501. 

_1138_2.cft 

101101 

12EO  MOD 

No 

1 

1 

101201_ 

_1421a_2.cft 

No 

1 

2 

101201 

_1509_2.cft 

No 

1 

3 

101201 

1523a  2. eft 

B.  EXPERIMENT  2:  ECE  AND  NSMS  CALIBRATION  TO  STRAIN  GAUGES 


Run 

Date 

Type 

Test 

Sweep 

Proeessed  File  Name 

Number 

Number 

Number 

193 

110501 

12EO 

1 

1 

110501_1058a_1.eft 

110501_1058a_2.eft 

1 

2 

110501_1125_1.eft 

110501_1125_2.eft 

194 

110701 

12EO 

1 

1 

110701_1029_1.eft 

110701_1029_2.eft 

2 

1 

110701_1040_1.eft 

110701_1040_2.eft 

3 

1 

110701_1137_1.eft 

110701_1137_2.eft 

4 

1 

110701_1204_1.eft 

110701_1204_2.eft 

195 

110901 

12EO 

1 

1 

110901_1205_1.eft 

110901_1205_2.eft 

2 

1 

110901_1239_1.eft 

110901_1239_2.eft 

3 

1 

110901_1247_1.eft 

110901_1247_2.eft 

4 

1 

110901_1255_1.eft 

110901_1255_2.eft 

5 

1 

110901_1304_1.eft 

110901_1304_2.eft 

196 

111401 

12EO 

1 

1 

111401_1113_1.eft 

111401_1113_2.eft 

2 

1 

111401_1144_1.eft 

111401_1144_2.eft 

3 

1 

111401_1155_1.eft 

111401_1155_2.eft 

4 

1 

111401_1203_1.eft 

111401_1203_2.eft 

5 

1 

111401_1213_1.eft 

111401_1213_2.eft 

197 

111601 

12EO 

1 

1 

111601_0935_1 

111601_0935_2 

2 

1 

111601_0949_1 

111601_0949_2 

3 

1 

111601_0958_1 

111601_0958_2 

unused 

unused 

111601_1004_1 

111601_1004_2 

unused 

unused 

111601_1015_1 

111601_1015_2 

unused 

unused 

111601_1022_1 

111601_1022_2 

4 

1 

111601_1035_1 

111601_1035_2 

5 

1 

111601_1041_1 

111601_1041_2 

no  data 

no  data 

111601_1051_1 

111601_1051_2 

6 

1 

111601_1102_1 

111601_1102_2 

6 

2 

111601_1107_1 

111601_1107_2 

6 

3 

111601_1112_1 

111601_1112_2 

198 

112001 

12EO 

1 

1 

112001_0856_1 

112001_0856_2 

2 

1 

112001_0926_1 

112001_0926_2 

3 

1 

112001_0933_1 

112001_0933_2 
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C.  EXPERIMENTS:  EFFECT  OF  SILVER  PLATING 


Run 

Date 

Type 

Test 

Sweep 

Number 

Number 

Number 

201 

121801 

12EO 

1 

1 

2 

1 

3 

1 

4 

1 

5 

1 

202 

121801 

12EO 

1 

1 

2  1 

3  1 

4  1 


Processed  File  Name 


121801_1115_1 
121801_1125_1 
121801_1135_1 
121801_1145_1 
121801_1155_1 
121801_1345_1 
121801_1355_1 
121801_1415_1 
121801  1435  1 


121801_1115_2 
121801_1125_2 
121801_1135_2 
121801_1145_2 
121801_1155_2 
121801_1345_2 
121801_1355_2 
121801_1415_2 
121801  1435  2 


D.  EXPERIMENT  4:  EFFECT  OF  PLASTIC  INSERTS 


Run 

Date 

Type  Test 

Sweep 

Number 

Number 

Number 

203 

011702 

1 

1 

OR#1 

1 

2 

for  2002 

1 

3 

2 

1 

2 

2 

2 

3 

3 

1 

3 

2 

3 

3 

4 

1 

4 

2 

4 

3 

5 

1 

5 

2 

5 

3 

Processed  File  Name 

020117_1125_1  020117_1125_2 

020117_1130_1  020117_1130_2 

020117_1136_1  020117_1136_2 

020117_1152_1  020117_1152_2 

020117_1158_1  020117_1158_2 

020117_1207_1  020117_1207_2 

020117_1217_1  020117_1217_2 

020117_1222_1  020117_1222_2 

020117_1228_1  020117_1228_2 

020117_1240_1  020117_1240_2 

020117_1245_1  020117_1245_2 

020117_1250_1  020117_1250_2 

020117_1302_1  020117_1302_2 

020117_1307_1  020117_1307_2 

020117  1311  1  020117  1311  2 
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APPENDIX  D  :  AJE  DATA  AT  8EO,  lOEO,  AND  12EO 


A,  AIR  JET  TEST  RESULTS  FOR  EVERY  BLADE  AT  8EO  AND  lOEO. 


Method  1;  Blade  8 


— ♦ —  0919_8EOno  danp  — ■ — 0918_8EO  with  damp 
A  l)913_8EO  no  damp  — H— 1012_10EOno  damp 
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Method  1:  Blade  12 


— ♦ —  0919_8EO  no  danp  ■  0918_8EO  with  damp 

0913_8EO  no  damp  — g— 1012_10EO  no  danp 
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B.  AIR  JET  TEST  RESULTS  FOR  EVERY  BLADE  AT  12EO. 
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Method  1:  Blade  5 


0925_12EOnodanp  0927_12EOwith  damp 

— ^  I005_12EOnodanp  —  1004_12EOwith  damp 


Method  I:  Blade  6 


0925_12EOno  damp  0927_12EO  with  danp 

— ^  1005_12EOno  damp  - I004_12EOwith  danp 


Method  1:  Blade  12 


-*-0925_12EOnodamp  0927_12EOwith  danp 

— t—  1005_12EOnodamp  —  1004_12EOwith  danp 
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Method  1:  Blade  13 


Method  1:  Blade  14 


Method  1:  Blade  15 


Method  1:  Blade  16 


Method  1:  Blade  18 


— 0925_12EOno  dairp  — 0927_12EO  with  danp 
— I —  1005_12EO  no  dairp  — 1004_12EOwith  dairp 
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APPENDIX  E  :  STRAIN  GAUGE  VS.  NSMS  CORRELATION 


Correlation  of  root  strain  gauges  to  Probes  1  and  2’s  corresponding  blade 
number’s 

A.  STRAIN  11  =  PROBE  1  BLADE25  =  PROBE  2  BLADE  20 


■~Mnar^  rw  u*.ii  v  i  i  cjvEu.a.qK  tA*  p'^Cikicjiii  •  1  i 


,  ;  . 

• 

Z  - 

Select  a  New  File  to  Process 


File  Name  bitnood nsms(3,o)Vi i 


Pr  ocebbli  ly  OpLior  ib;  l~ 


sr-elade  Angle  a 


Processing  Parameters 
#  Blades  Si  ze  j 


Diameter  (in.)  Si  22.00  | 
Clock  (Hz)  Sizooooooo  I 
TOA  Only?  ^  I  ves  | 

r  R^d  from  •*'. inf  File 


#  Revs  in  Data  I  | 

#  Fds  in  Smoothed  Data  I  37e  | 


#  revs  for  smoothing  3l  »o  I 


fmi^l - IITi 

K3  IbBQO  |[l]HSi]|| 

C6  ||680Q  ILJMIblll 

Time,  sec 


Update  Sweep  Range 


Lag  of  Blade  #  t 


Curve  Fit 

critilResieltr  5540 
Q  I  396 


mag  (mils  O-pk)  C  2.6  | 

Phase  (deg)  I  ss  | 


SOOO  5200  5400  5600  5800  6000 


Create  New  *.CFT  F 


Figure  62  Strain  1 1  Compared  to  Probes  1  and  2; 
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B.  STRAIN  13  =  PROBE  1  BLADE  28  =  PROBE  2  BLADE  23 


Figure  63  Strain  13  Compared  to  Probes  1  and  2: 
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C.  STRAIN  14  =  PROBE  1  BLADE  15  =  PROBE  2  BLADE  10 


Figure  64  Strain  14  Compared  to  Probes  1  and  2; 
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APPENDIX  F  :  CORRELATION  DATA  OF  STRAIN  GAUGES 

TO  PROBES 


A.  STRAIN  GAUGE  11  TO  NSMS 


12EO  Repeatability  Strain  Gauge  Data 

probel 

probe2 

Strain  11 

blade25 

blade20 

Run 

File  Name 

Peak  mstrain 

Freq 

deflection  (mils) 

Freq 

deflection  (mils) 

Freq 

195 

1109  1205 

83.00 

5555.00 

1.71 

5555.76 

1.73 

5555.91 

-5/8 

1109  1239 

78.00 

5540.00 

1.31 

5549.00 

2.04 

5460.16 

-0.625 

1109  1247 

73.00 

5540.00 

1.67 

5540.00 

1.84 

5539.70 

1109  1255 

84.00 

5535.00 

1.73 

5537.43 

1.79 

5537.27 

1109  1304 

83.00 

5535.00 

1.79 

5533.89 

1.85 

5533.47 

averages 

80.20 

5541.00 

1.64 

5543.22 

1.85 

5525.30 

stdev 

4.66 

8.22 

0.19 

8.97 

0.12 

37.41 

196  1114  1113 

74.00 

5555.00 

1.32 

5553.73 

1.26 

5551.29 

+  1  1/4 

1114  1144 

108.00 

5550.00 

1.89 

5547.98 

2.03 

5545.72 

1.25  1114  1155 

96.00 

5545.00 

1.80 

5539.76 

2.08 

5539.38 

1114  1203 

105.00 

5535.00 

1.94 

5535.54 

2.24 

5534.93 

1114 1213 

90.00 

5540.00 

1.67 

5535.20 

1.97 

5534.02 

averages 

94.60 

5545.00 

1.72 

5542.44 

1.92 

5541.07 

stdev 

13.56 

7.91 

0.25 

8.15 

0.38 

7.35 

197  1116  0935 

109.00 

5550.00 

2.14 

5635.54 

2.10 

5548.00 

reference 

1116  0949 

115.00 

5540.00 

1.42 

5633.59 

2.53 

5539.78 

/stop-start 

1116  0958 

119.00 

5530.00 

1.59 

5630.66 

2.41 

5534.40 

0  1116  1035 

111.00 

5518.00 

1.77 

5621.59 

2.51 

5521.29 

1116 1041 

110.00 

5525.00 

1.74 

5622.33 

2.64 

5520.21 

averages 

112.80 

5532.60 

1.73 

5628.74 

2.44 

5532.74 

stdev 

4.15 

12.60 

0.27 

6.44 

0.21 

11.97 

197  1116  1051 

122.00 

5525.00 

reference 

1116  1102 

108.00 

5528.00 

2.22 

5523.90 

2.47 

5522.50 

continuous 

1116  1107 

109.00 

5516.00 

2.12 

5520.36 

2.43 

5519.42 

1116 1112 

100.00 

5513.00 

2.10 

5516.61 

2.37 

5515.38 

averages 

109.75 

5520.50 

2.15 

5520.29 

2.42 

5519.10 

stdev 

9.11 

7.14 

0.06 

3.65 

0.05 

3.57 

198  1120  0856 

125.00 

5550.00 

3.43 

5451.50 

2.90 

5459.06 

1/4 

1120  0916 

107.00 

5545.00 

0.25  1120  0926 

122.00 

5540.00 

2.75 

5532.13 

3.00 

5532.38 

1120  0933 

134.00 

5530.00 

2.78 

5528.02 

3.14 

5527.96 

1120 0941 

145.00 

5528.00 

averages 

126.60 

5538.60 

2.99 

5503.88 

3.01 

5506.47 

stdev 

14.15 

9.48 

0.38 

45.41 

0.12 

41.12 

probel 

probe2 

Strain  11 

blade25 

blade20 

Peak  mstrain 

Freq 

deflection  (mils) 

Freq 

deflection  (mils) 

Freq 
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B.  STRAIN  GAUGE  13  TO  NSMS 


12EO  Repeatability  Strain  Gauge  Data 

probel 

probe2 

Strain  13 

blade28 

blade23 

Run 

File  Name 

Peak  mstrain 

Freq 

deflection  (mils) 

Freq 

deflection  (mils) 

Freq 

195 

1109  1205 

111.00 

5670.00 

2.38 

5666.62 

2.58 

5665.33 

-5/8 

1109  1239 

120.00 

5660.00 

2.48 

5660.87 

2.79 

5660.16 

-0.625 

1109  1247 

143.00 

5648.00 

2.93 

5652.14 

3.32 

5651.58 

1109  1255 

119.00 

5650.00 

2.84 

5650.46 

3.17 

5648.91 

1109  1304 

128.00 

5650.00 

2.77 

5647.23 

3.17 

5646.58 

averages 

124.20 

5655.60 

2.68 

5655.46 

3.01 

5654.51 

stdev 

12.11 

9.32 

0.24 

8.02 

0.31 

7.94 

196  1114  1113 

143.00 

5640.00 

2.65 

5635.15 

2.12 

5646.35 

+  1  1/4 

1114  1144 

168.00 

5655.00 

3.31 

5654.07 

3.54 

5654.39 

1.25  1114  1155 

158.00 

5645.00 

3.12 

5645.75 

3.38 

5646.45 

1114  1203 

167.00 

5645.00 

3.39 

5642.42 

3.80 

5642.60 

1114  1213 

158.00 

5635.00 

3.36 

5638.93 

3.74 

5639.97 

averages 

158.80 

5644.00 

3.16 

5643.26 

3.31 

5645.95 

stdev 

10.03 

7.42 

0.31 

7.22 

0.69 

5.45 

197  1116  0935 

167.00 

5650.00 

3.67 

5639.46 

3.42 

5643.10 

reference 

1116  0949 

184.00 

5650.00 

4.44 

5646.51 

4.60 

5650.25 

/stop-start 

1116  0958 

196.00 

5635.00 

4.24 

5642.92 

4.58 

5645.54 

0  1116  1035 

200.00 

5630.00 

4.47 

5631.93 

4.41 

5636.33 

1116  1041 

196.00 

5630.00 

4.31 

5629.09 

4.40 

5632.58 

averages 

188.60 

5639.00 

4.23 

5637.98 

4.28 

5641.56 

stdev 

13.48 

10.25 

0.33 

7.33 

0.49 

7.10 

197  1116  1051 

175.00 

5630.00 

reference 

1116  1102 

190.00 

5628.00 

4.15 

5632.44 

4.20 

5634.88 

continuous 

1116  1107 

179.00 

5630.00 

4.08 

5628.23 

4.21 

5630.08 

1116 1112 

196.00 

5626.00 

3.86 

5624.40 

3.96 

5627.29 

averages 

185.00 

5628.50 

4.03 

5628.36 

4.12 

5630.75 

stdev 

9.70 

1.91 

0.15 

4.02 

0.14 

3.84 

198  1120  0856 

91.00 

5630.00 

1.78 

5607.41 

1.93 

5614.23 

1/4 

1120  0916 

101.00 

5620.00 

0.25  1120  0926 

108.00 

5620.00 

2.31 

5605.81 

2.32 

5611.18 

1120  0933 

104.00 

5615.00 

2.08 

5610.09 

2.31 

5613.53 

1120  0941 

117.00 

5610.00 

averages 

104.20 

5619.00 

2.06 

5607.77 

2.19 

5612.98 

stdev 

9.52 

7.42 

0.27 

2.16 

0.22 

1.60 

probel 

probe2 

Strain  13 

blade28 

blade23 

Peak  mstrain 

Freq 

deflection  (mils) 

Freq 

deflection  (mils) 

Freq 
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C.  STRAIN  GAUGE  14  TO  NSMS 


12EO  Repeatability  Strain  Gauge  Data 

probel 

probe2 

Strain  14 

blade15 

bladelO 

Run 

File  Name 

Peak  mstrain 

Freq 

deflection  (mils) 

Freq 

deflection  (mils) 

Freq 

195 

1109  1205 

130.00 

5462.00 

2.29 

5470.47 

2.49 

5468.63 

-5/8 

1109  1239 

71.00 

5460.00 

0.89 

5463.74 

0.95 

5463.38 

-0.625 

1109  1247 

116.00 

5450.00 

2.50 

5451.75 

2.68 

5451.44 

1109  1255 

136.00 

5446.00 

2.85 

5450.37 

3.09 

5450.06 

1109 1304 

138.00 

5450.00 

2.47 

5447.13 

2.69 

5446.76 

averages 

118.20 

5453.60 

2.20 

5456.69 

2.38 

5456.05 

stdev 

27.75 

6.99 

0.76 

9.94 

0.83 

9.43 

196  1114  1113 

119.00 

5475.00 

2.19 

5472.53 

2.39 

5471.39 

+  1  1/4 

1114  1144 

123.00 

5455.00 

2.58 

5456.81 

2.83 

5456.12 

1.25  1114  1155 

129.00 

5445.00 

2.42 

5450.83 

2.70 

5450.12 

1114  1203 

133.00 

5440.00 

2.30 

5448.48 

2.44 

5447.69 

1114 1213 

94.00 

5435.00 

1.31 

5466.35 

1.41 

5465.92 

averages 

119.60 

5450.00 

2.16 

5459.00 

2.35 

5458.25 

stdev 

15.29 

15.81 

0.50 

10.24 

0.56 

10.17 

197  1116  0935 

98.00 

5455.00 

0.95 

5455.46 

1.71 

5459.64 

reference 

1116  0949 

138.00 

5445.00 

3.19 

5450.91 

3.59 

5449.16 

/stop-start 

1116  0958 

138.00 

5435.00 

3.10 

5441.66 

3.31 

5441.38 

0  1116  1035 

159.00 

5425.00 

3.03 

5431.89 

3.44 

5433.45 

1116 1041 

145.00 

5428.00 

3.32 

5430.79 

3.44 

5431.40 

averages 

135.60 

5437.60 

2.72 

5442.14 

3.09 

5443.00 

stdev 

22.70 

12.40 

1.00 

11.05 

0.78 

11.65 

197  1116  1051 

182.00 

5430.00 

reference 

1116  1102 

195.00 

5422.00 

3.36 

5423.25 

4.03 

5424.79 

continuous 

1116  1107 

189.00 

5420.00 

3.46 

5436.58 

4.10 

5432.08 

1116 1112 

183.00 

5421.00 

3.28 

5436.23 

3.90 

5431.11 

averages 

187.25 

5423.25 

3.37 

5432.02 

4.01 

5429.33 

stdev 

6.02 

4.57 

0.09 

7.60 

0.10 

3.96 

198  1120  0856 

120.00 

5452.00 

1.53 

5494.43 

1.44 

5496.34 

1/4 

1120  0916 

184.00 

5445.00 

0.25  1120  0926 

144.00 

5435.00 

2.78 

5440.22 

2.99 

5440.12 

1120  0933 

118.00 

5430.00 

2.78 

5440.22 

2.66 

5437.76 

1120 0941 

131.00 

5430.00 

averages 

139.40 

5438.40 

2.37 

5458.29 

2.37 

5458.07 

stdev 

27.00 

9.76 

0.72 

31.30 

0.82 

33.16 

probel 

probe2 

Strain  14 

blade15 

bladelO 

Peak  mstrain 

Freq 

deflection  (mils) 

Freq 

deflection  (mils) 

Freq 
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D.  FINAL  PLOTS  RELATING  STRAIN  GAUGES  TO  PROBES  I  AND  2. 
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APPENDIX  G  :  EXPERIMENT  3  DATA 


A.  NON-PLATED:  PROBE  l(WHITE),  PROBE  2  (GRAY) 


deflection 
probe  1 

y  =  0.0223X  -  0.3351 

deflection  =0.0223(microstrain)-0.3351 

probe  2 

y  =  0.0222X  -  0.0896 
deflection=0.0222(mircrostrain)-0.0896 

blade  # 

November 

0.0  non-plated 

probe  1  deflection  (0-pk) 

>lated 

deflection  (0-pk) 

microstrain 

0.0  non-plated 

probe  2  deflection  (0-pk) 

microstrain 

avreagebtwi  0.25  non-p 
pr1&pr2  probe  1 

microstrain 

0.25  non-plated 

probe  2  deflection  (0-pk) 

microstrain 

182 

9 

2.53 

129 

4 

2.57 

120 

7% 

9 

2.87 

144 

4 

2.75 

128 

125 

10 

3.45 

170 

5 

3.78 

174 

3% 

10 

3.83 

187 

5 

4.24 

195 

188 

11 

3.94 

192 

6 

3.84 

177 

8% 

11 

4.18 

202 

6 

4.28 

197 

190 

12 

2.64 

133 

7 

2.48 

116 

13% 

12 

2.63 

133 

7 

2.61 

122 

208 

13 

2.19 

113 

8 

2.74 

127 

13% 

13 

2.49 

127 

8 

2.63 

123 

127 

14 

2.92 

146 

9 

2.72 

126 

13% 

14 

3.01 

150 

9 

3.00 

139 

str  14 

143 

15 

2.72 

137 

10 

3.09 

143 

5% 

15 

2.37 

121 

10 

2.37 

111 

195 

16 

3.40 

168 

11 

3.45 

159 

5% 

16 

3.87 

189 

11 

3.92 

181 

243 

17 

1.73 

93 

12 

2.04 

96 

3% 

17 

3.66 

179 

12 

4.15 

191 

123 

18 

1.86 

98 

13 

1.88 

89 

10% 

18 

1.85 

98 

13 

1.60 

76 

121 

19 

3.70 

181 

14 

3.57 

165 

9% 

19 

4.01 

195 

14 

2.59 

121 

181 

20 

4.31 

208 

15 

4.33 

199 

5% 

20 

4.72 

227 

15 

4.74 

218 

166 

21 

2.81 

141 

16 

3.06 

142 

1% 

21 

2.85 

143 

16 

3.33 

154 

74 

22 

3.42 

168 

17 

3.69 

170 

1% 

22 

4.10 

199 

17 

4.15 

191 

154 

23 

2.99 

149 

18 

3.18 

147 

1% 

23 

3.01 

150 

18 

3.48 

161 

173 

24 

2.90 

145 

19 

2.49 

116 

20% 

24 

2.68 

135 

19 

2.55 

119 

str  11 

157 

25 

2.02 

106 

20 

2.59 

121 

14% 

25 

2.99 

149 

20 

3.01 

140 

78 

26 

3.46 

170 

21 

3.64 

168 

1% 

26 

3.63 

178 

21 

3.97 

183 

163 

27 

1.72 

92 

22 

1.82 

86 

7% 

27 

1.88 

99 

22 

2.17 

102 

str  13 

137 

28 

4.23 

205 

23 

4.28 

197 

4% 

28 

2.06 

107 

23 

2.19 

103 

209 

1 

1.70 

91 

24 

1.84 

87 

5% 

1 

2.66 

134 

24 

2.96 

137 

135 

2 

3.17 

157 

25 

3.56 

165 

5% 

2 

3.32 

164 

25 

3.83 

177 

77 

3 

2.02 

105 

26 

2.55 

119 

13% 

3 

2.80 

141 

26 

3.15 

146 

142 

4 

3.07 

153 

27 

2.93 

136 

11% 

4 

3.44 

169 

27 

3.49 

161 

183 

5 

1.47 

81 

28 

1.57 

75 

8% 

5 

2.02 

106 

28 

1.96 

92 

141 

6 

2.01 

105 

1 

1.93 

91 

13% 

6 

2.60 

132 

1 

2.21 

103 

178 

7 

2.16 

112 

2 

2.59 

121 

8% 

7 

2.10 

109 

2 

2.32 

109 

120 

8 

2.99 

149 

3 

3.43 

158 

6% 

8 

3.48 

171 

3 

4.02 

185 

average 

2.77 

139.18 

2.92 

135.37 

7% 

3.04 

151 

3.13 

145 

B.  PLATED:  PROBE  1  (WHITE),  PROBE  2  (GRAY) 


1 

blade  # 

December 

0.0  Plated 

probe  1  deflection  (0-pk) 

leflection  (0-pk) 

microstrain 

0.0  Plated 

probe  2  deflection  (0-pk) 

microstrain 

0.25  Plated 
probe  1  c 

microstrain 

0.25  Plated 

probe  2  deflection  (0-pk) 

microstrain 

182 

1 

2.89 

145 

1 

3.10 

144 

1 

3.38 

167 

1 

3.28 

152 

125 

2 

3.74 

183 

2 

4.19 

193 

2 

4.20 

203 

2 

4.65 

213 

188 

3 

4.23 

205 

3 

4.30 

198 

3 

5.01 

240 

3 

5.52 

253 

190 

4 

2.49 

127 

4 

2.67 

124 

4 

2.16 

112 

4 

2.39 

111 

208 

5 

2.90 

145 

5 

3.29 

152 

5 

2.63 

133 

5 

3.40 

157 

127 

6 

2.18 

113 

6 

2.16 

101 

6 

2.45 

125 

6 

2.37 

111 

143 

7 

4.23 

205 

7 

4.14 

190 

7 

4.55 

219 

7 

5.26 

241 

195 

8 

3.05 

152 

8 

3.23 

150 

8 

2.80 

140 

8 

3.21 

149 

243 

9 

2.66 

134 

9 

2.33 

109 

9 

3.13 

155 

9 

2.82 

131 

123 

10 

1.79 

95 

10 

1.83 

87 

10 

2.00 

105 

10 

1.82 

86 

121 

11 

2.07 

108 

11 

1.96 

92 

11 

2.34 

120 

11 

2.11 

99 

181 

12 

3.63 

178 

12 

3.52 

163 

12 

3.91 

190 

12 

4.09 

188 

166 

13 

3.40 

168 

13 

3.77 

174 

13 

3.05 

152 

13 

3.67 

170 

74 

14 

3.59 

176 

14 

3.61 

167 

14 

4.76 

228 

14 

4.54 

209 

154 

15 

3.10 

154 

15 

3.07 

142 

15 

3.39 

167 

15 

3.44 

159 

173 

16 

2.26 

116 

16 

2.31 

108 

16 

2.21 

114 

16 

2.13 

100 

157 

17 

1.90 

100 

17 

2.37 

111 

17 

2.69 

136 

17 

2.82 

131 

78 

18 

3.99 

194 

18 

4.40 

202 

18 

4.28 

207 

18 

4.78 

220 

163 

19 

3.22 

159 

19 

3.15 

146 

19 

3.48 

171 

19 

3.41 

158 

137 

20 

2.34 

120 

20 

1.95 

92 

20 

2.32 

119 

20 

1.25 

60 

209 

21 

2.64 

133 

21 

2.38 

111 

21 

2.32 

119 

21 

2.92 

136 

135 

22 

3.36 

166 

22 

3.43 

159 

22 

3.69 

180 

22 

3.81 

176 

77 

23 

1.82 

97 

23 

2.15 

101 

23 

1.81 

96 

23 

2.13 

100 

142 

24 

1.78 

95 

24 

1.99 

94 

24 

2.43 

124 

24 

2.79 

130 

183 

25 

2.76 

139 

25 

3.34 

155 

25 

2.95 

147 

25 

3.53 

163 

141 

26 

2.54 

129 

26 

2.74 

127 

26 

2.51 

128 

26 

2.91 

135 

178 

27 

3.31 

164 

27 

3.53 

163 

27 

3.67 

180 

27 

4.37 

201 

120 

28 

1.67 

90 

28 

1.85 

87 

28 

1.80 

96 

28 

2.04 

96 

Averages 

2.84 

142 

2.96 

137 

3.07 

153 

3.27 

151 
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APPENDIX  H  :  EXPERIMENT  4  DATA 


Probe  1,  Test  1 


♦  Test  1 
-♦ —  test  IB 


Figure  65  Average  of  3  Sweeps  in  Test  1 
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Probe  1,  Test  2 


-♦ —  T  est  2 
-♦ —  T  est  2B 


Figure  66  Average  of  3  Sweeps  in  Test  2 


Probe  1,  Test  3 


-♦ —  T  est  3  I 
-♦ — Test  3B 


Figure  67  Average  of  3  Sweeps  in  Test  3 
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Probe  1,  Test  4 


Test  4 
T  est  4B 


Figure  68  Average  of  3  Sweeps  in  Test  4 


Probe  1,  Test  5 


Figure  69  Average  of  3  Sweeps  in  Test  5 
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Magnet  Analysis,  Probe  #1 


Blade  Number 

— ♦ —  Run  197  REF  start  stop  [ 

Figure  70  “Start/Stop”  Standard  Deviations  for  No  Plastic  inserts 


Magnet  Analysis,  Probe  #1 


Blade  Number 


— Run  197  REF  start  stop 

Figure  71  Continuous  Standard  Deviations  for  No  Plastic  Inserts 
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APPENDIX  I  PROBE  AND  BLADE  NUMBER 
IDENTIFICATIONS 
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November  Probe  Positions  . . .  Probe  1 


Figure  74  Probe  2  Assignment,  November 
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